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ABSTRACT

DEVELOPMENT OF MAGNETIC LEVITATION-BASED SENSITIVE
ASSAYS

Magnetic levitation (MagLev), in which an object is levitated with no support
other than magnetic force and buoyancy force, is a powerful tool employed in many
applications regarding the characterization of materials, biosensing of macromolecules,
separation of cells, and monitoring of cellular events. Levitation of an object in MagLev
depends on magnetic susceptibility and density of that object relative to its surrounding
medium. In this thesis, MaglLev-based miniaturized and affordable assay formats for
biomolecule detection and cell separation were investigated. In this regard, a novel
biomarker method detection in MaglLev was developed using polymer microspheres as
three-dimensional (3D) assay surfaces to capture target proteins and magnetic
nanoparticles to label the captured target on the microspheres. Levitation heights of
microspheres conjugated to the protein and magnetic nanoparticles were distinctly
different than those of without protein. Thus, levitation height of change of microspheres
was precisely measured to convert the magnetic susceptibility change of microspheres
into protein concentration. The principle developed for a biotinylated target protein was
then investigated by designing sandwich immunoassays using model protein biomarkers:
mouse immunoglobulin G and human cardiac troponin 1. The developed assays enabled
a protein detection range of femtogram-microgram per milliliter. In addition to
biomolecule detection, using a lensless holographic microscopy-integrated Maglev
platform three different cell lines, bone marrow stem cells (D1 ORL UV A), breast cancer
cells (MDA-MB-231), and human monocyte cells (U-937), were distinguished based on
their density. The results revealed that the methods developed here could contribute to

the MagLev-based sensitive and inexpensive bioanalytical applications.
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OZET

MANYETIK LEVITASYON PRENSIBINE DAYALI ANALIZ
YONTEMLERININ GELISTIRILMESI

Manyetik levitasyon (Maglev) -bir nesnenin yalnizca manyetik kuvvet ve
kaldirma kuvveti araciligiyla havada askida tutulmasi- malzemelerin karakterizasyonu,
makromolekiillerin biyo-algilanmasi, hiicrelerin ayristirilmasi ve hiicresel olaylarin
izlenmesi ile ilgili birgok uygulamada kullanilmis etkili bir aragtir. Maglev'de bir
nesnenin levitasyon yiiksekligi, nesnenin icerisinde bulundugu ortama kiyasla sahip
oldugu manyetik duyarliliga ve 6zkiitleye baglhdir. Bu tezde, biyomolekiil tespiti ve hiicre
ayristirilmasi i¢in MagLev-tabanli minyatiir ve uygun fiyatli analiz yontemlerinin
gelistirilmesi arastirilmistir. Bu baglamda, hedef proteini ti¢ boyutlu (3B) polimer
mikrokiirecik yiizeyi lizerinde yakalayarak ve mikrokiirecik iizerinde yakalanan proteini
manyetik nanopargaciklar ile etiketleyerek Maglev'de yeni bir biyobelirtec tespit
yontemi gelistirilmistir. Protein ve manyetik nanoparcacik konjlige edilmis
mikrokiireciklerin levitasyon yliksekligi, proteinsiz olanlardan belirgin sekilde farkl
bulunmustur. Bu kapsamda, mikrokiireciklerin levitasyon yiiksekligi degisimi,
mikrokiireciklerin  manyetik  duyarliik  degisimini  protein  konsantrasyonuna
doniistirmek amaciyla hassas bir bicimde dl¢iilmiistiir. {1k olarak biyotinile edilmis bir
hedef protein i¢in kanitlanan prensip, sonrasinda model protein biyobelirtegleri olan fare
immiinoglobulin G ve insan kardiyak troponin I molekiilleri i¢in tasarlanan immiino
tahliller ile arastirllmistir. Gelistirilen tahlil formatlari, mililitre basmma femtogram-
mikrogram araliginda protein tespitine imkan saglamistir. Biyomolekiil tespitine ek
olarak, lenssiz holografik mikroskopi ile entegre Magl ev platformu kullanilarak ii¢ farkli
hiicre hatt1, kemik iligi kok hiicresi (D1 ORL UVA), meme kanseri hiicresi (MDA-MB-
231) ve insan monosit hiicresi (U-937), yogunluklarma gore ayirt edilmistir. Yapilan
caligmalarin sonuglari, bu tezde gelistirilen yontemlerin MagLev-tabanli hassas ve ucuz

biyoanalitik uygulamalara katkida bulunabilecegini gostermistir.
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CHAPTER 1

INTRODUCTION

A biomarker (or biological marker), which is an identifiable characteristic of a
biological process in the body (Balogh et al., 2010), has been the focus of epidemiologists,
physicians, and scientists to study human diseases (Brody, 2016; Honardoost et al., 2018;
Selleck et al., 2017). The translation of biomarkers into clinical practice has been
accelerated over the years (Figure 1.1) (Gosho et al., 2012). The National Institute of
Health defines biomarker as “a characteristic used to measure and evaluate objectively
normal biological processes, pathogenic processes, or pharmacological responses to a
therapeutic intervention” (Biomarkers Definitions Working et al., 2001). In practice,
biomarker provides dynamic and powerful insight for i. early diagnosis, ii. monitoring
progress, regression and reoccurrence of diseases, and iii. response and resistance to the
therapies (Mayeux, 2004). It can be measured on biological media (e.g., blood,

cerebrospinal fluid, saliva, or urine) (Timbrell, 1998), or from a recording (e.g., blood
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Figure 1.1. The number of published research activity searched with “clinical
biomarkers” query in the PubMed database.



pressure) (Desai et al., 2006) or an imaging test (CT scan) (Gorodeski et al., 2011) of a
person.

Biomarkers have been proved to be important parameters in showing the severity
or presence of diseases in the body, such as cardiovascular diseases (Vasan, 2006),
genetic and immunological disorders (Li et al., 2013a), cancer (Henry and Hayes, 2012),
infection (Martinez-Sagasti et al., 2018), and exposure to environmental factors (e.g.,
radiation) (Zeegers et al., 2017). Altered level or activity of a biomarker is often related
to a condition in the body. Blood sugar in diabetes (Krentz and Hompesch, 2016), HER2
protein in breast cancer (Gohring et al., 2010), or troponins in cardiovascular dysfunction
(Battistoni et al., 2012) are among the well-known and mostly measured disease
biomarkers. Clinically relevant protein biomarker detection in centralized laboratories is
mostly achieved by enzyme-linked immunosorbent assay (ELISA) (Manole et al., 2018).
However, conventional ELISA requires expensive Kkits, time-requiring washing and
incubation cycles, and bulky plate readers (Hosseini et al., 2018) that limit its competency
in off -laboratory applications, such as point of care (POC) testing, which should be
applied at the bedside of a patient (Ji et al., 2016). On the contrary, novel biochemical
analyzers, such as micro-total analysis systems (WTAS) or the so-called 'lab-on-a-chip'
(LOC) devices where all steps of an analysis are integrated on a single chip, are strong
candidates for being the new generation testing platforms by offering miniaturization,
portability, fast and precise measurement, reduced sample/reagent volume, integration,
and automation (Castillo-Leon and Svendsen, 2014). Protein detection based on capturing
target molecules onto free-flowing beads that are biofunctionalized with small affinity
ligands has evolved as new generation assay strategies in W'TAS and LOC devices instead
of flat assay surfaces of classical ELISA (Kan et al., 2020). Beads, as solid substrates,
offer high surface to volume ratio, high-throughput, high binding capacity, and multiplex
measurements. 3D- surfaces of beads enhance sensitivity, lower limits of detection, and
ensure obtaining test results in a much shorter time (such as less than an hour) (Chou et
al., 2012) compared to ELISA, which may take several hours to 2 days (Rissin et al.,
2010).

Apart from detecting disease-related proteins, examining whole cells could
provide valuable information regarding the health status of a patient (Seumois and
Vijayanand, 2019). For instance, detection of cancer biomarkers circulated in the blood
(e.g., circulating tumor cells, circulating tumor DNA, circulating cell-free DNA) serves

as “liquid biopsy” (Chen et al., 2019). It is a simple and minimally invasive method that



monitors the patient’s blood regarding the tumor and efficiency of the therapeutic strategy
(Palmirotta et al., 2018). However, circulating tumor cells as whole-cell biomarkers
present at a low abundance in a heterogeneous environment (Lim et al., 2019). Therefore,
development of sensitive, easy-to-use, and cost-effective cell separation methods is
important for patients to get the most appropriate therapy as well as clinical diagnosis
(Wang, 2017). Traditionally, clinically relevant cells are enriched, identified or separated
based on surface markers expressed on their cell membrane (e.g., EpCAM and CD34)
(Bantikassegn et al., 2015; Wojciechowski et al., 2008). Mostly utilized technologies that
target those markers are fluorescent-activated cell sorting (FACS) and magnetic-activated
cell sorting (MACS) (Miltenyi et al., 1990). In the case of FACS, bulky, expensive and
complex operation scheme is required (Wolff et al., 2003). Although the MACS
technique is simple, it may cause the dissociation of cells and non-specific cell capture
(Hu et al., 2016). Cell manipulation in miniaturized platforms provides novel
functionalities such as controllable transport, separation, analysis, and handling of single
cells in microscale (Xia et al., 2005). Besides, label-free techniques in miniaturized
systems that distinguish cells based on intrinsic properties of cells (e.g., density, size,
shape and compressibility) avoid the use of biochemical markers (Gossett et al., 2010).

Among the various promising technologies used in miniaturized systems for
macromolecules and cells, magnetic forces are advantageous as they can provide
contactless and power-free manipulation applied with a simple permanent magnet
(Yaman et al., 2018). Magnetic levitation is a special case of magnetophoresis where the
object levitates in a non -homogeneous magnetic field under the balance of magnetic and
buoyancy forces acting on that particle (Ge et al., 2019). Levitation height of an object
inside a non-uniform field depends on the relativity of magnetic susceptibility and density
of that object compared to the medium it levitates inside (e.g., paramagnetic liquid), and
can be tracked at a single-particle level (Tasoglu et al., 2015). So far, magnetic levitation
has been successfully utilized in several work regarding the analysis of macromolecules
(e.g., plasma proteins (Ashkarran et al., 2020)), cells (e.g., blood and tumor cells (Durmus
et al.,, 2015)) and the bead-based biomarker detection (e.g., Interleukin 6, Syphilis,
Hepatitis C and Chagas disease antibodies (Andersen et al., 2017; Castro et al., 2018;
Subramaniam et al., 2015)).

In this study, it was aimed to develop sensitive fast, affordable, and miniaturized
assays for protein biomarker detection and cell separation/analysis using magnetic

levitation technology. For protein detection experiments, polymer microspheres were



designed as mobile assay surfaces to capture target proteins, and magnetic nanoparticles
were designed as magnetic labels that significantly increase magnetic susceptibility of
protein-microsphere complex compared to no protein- carrying microspheres. Magnetic
susceptibility change regarding the magnetic particle attachment was used as a marker to
estimate the amount of biomarker present in the sample solution. For cell separation, the
changes in density were utilized as a physical biomarker in lensless holographic
microscopy-integrated magnetic levitation platform for label-free, portable and low-cost
cell analyses. In this regard, following the introduction part and the state of the art of
biosensing given in Chapters 1 and 2, respectively, the thesis is structured as follows: In
Chapter 3, the magnetic levitation platform was produced and characterized by finite
element modeling tool simulations. In Chapter 4, the protein detection in the magnetic
levitation platform was characterized using a model target protein, biotinylated bovine
serum albumin. Next, the strategy developed for bovine serum albumin was applied for
the detection of two clinically relevant biomarkers, immunoglobulin G and human cardiac
troponin I, in pure and complex sample matrices by designing magnetic levitation based-
sandwich immunoassay formats. In Chapter 5, a washing-free immunoassay was
developed and investigated for immunoglobulin G detection following the
characterization of the assay with biotinylated bovine serum albumin. In Chapter 6, a
holographic microscopy-integrated magnetic levitation platform was tested for portable,
label-free separation of bone marrow stem cells (D1 ORL UVA), breast cancer cells
(MDA-MB-231), and human monocyte cells (U-937) and the assessment of their
viability.



CHAPTER 2

STATE OF THE ART OF BIOSENSING

2.1.What is a Biomarker?

A biomarker, a shortening of biological marker, is an indicator of a pathological
condition in a biological system that can be measured reproducibly and accurately
(Strimbu and Tavel, 2010). As a term, “biomarker” has been defined in different ways
from early times by several authorities. In 1993, the joint venture of the United Nations
Environment Program, the International Labor Organization, and the World Health
Organization (WHO) defined biomarker as “any substance, structure, or process that can
be measured in the body or its products and influence or predict the incidence of outcome
or disease”. In the report on the validity of biomarkers, WHO stated the biomarker as
“almost any measurement reflecting an interaction between a biological system and a
potential hazard, which may be chemical, physical, or biological. The measured response
may be functional and physiological, biochemical at the cellular level, or a molecular
interaction” (Organization, 1993; WHO, 2001).

Biomarkers are surrogate endpoints; that are used to substitute clinically
meaningful endpoints. They can be easily and quickly measured and/or quantified (e.g.,
blood pressure) than the true endpoints (e.g., stroke). However, not all but only a small
subset of biomarkers correlate with clinical endpoints with strong scientific evidence and
have surrogate endpoint status (Aronson, 2005).

Biomarkers may be present in several complex biological matrices such as urine,
expired air, hair, feces, tear fluid, cerebrospinal fluid, blood, and its components such as
plasma and serum (Pico et al., 2019). Most of the biomarkers in clinical practice are single
proteins (Kumar and Sarin, 2009). A list of clinically relevant protein biomarkers for

tumor diagnosis is presented in Table 2.1.



Table 2.1. Some of FDA approved protein biomarkers for tumor diagnosis
(Source: (Fiizéry et al., 2013))

Cancer Year first
Biomarker Clinical use Specimen Methodology
type approved
Discriminating
Pro2PSA cancer from Prostate Serum Immunoassay 2012
benign disease
OVAl o
) Prediction of )
(multiple ) Ovarian Serum Immunoassay 2009
) malignancy
proteins)
Fibrin/
fibrinogen Monitoring
degradation progression of | Colorectal Serum Immunoassay 2008
product (DR- the disease
70)
Circulating
Tumor Cells Prediction of ]
Immunomagnetic
(EpCAM, cancer Whole )
] Breast capture/ immune- 2005
CD45, progression and blood
_ : fluorescence
cytokeratins 8, survival
18+, 19+)
Assessment for FFPE )
HER-2/neu Breast ) Immunohistochemistry 1998
therapy tissue
Monitoring
disease
] ) Serum,
CA-125 progression, Ovarian Immunoassay 1997
plasma
response to
therapy
Discriminating
Free PSA cancer from Prostate Serum Immunoassay 1997
benign disease

Selective quantification of protein biomarkers is crucial for molecular diagnosis
and approach of treatment (Duffy and Crown, 2008; Overdevest et al., 2009). For
instance, the clinical limit of detection for prostate cancer is 0.1 ng/mL for a conventional
assay (Giljohann and Mirkin, 2009) and an increased level of PSA (> 4 pg/mL) is related

to the disease pathology. On the other hand, in the serum of patients who have undergone



a radical prostatectomy operation, its concentration is usually less than 0.1 ng/mL.
However, to assess the disease reoccurrence in those patients, to be able to monitor the
low concentrations (< 0.1 ng/mL) of PSA is crucial (Ludwig and Weinstein, 2005).
Tumor necrosis factor- o (TNF-a) is another biomarker that is a polypeptide cytokine
produced by macrophages and other cell types with respect to an injury, inflammation, or
a bacterial infection (Beutler and Cerami, 1988; Tracey and Cerami, 1994). Normally, in
the serum of healthy people it is found in very low amounts (~ 1-10 pg/mL) and increased
level of this factor reflects pathological situations (Heyman et al., 1994; Kern et al., 1989;
Simuth et al., 2004). These examples indicate that developing immunoassays for rapid
and accurate detection of biomarkers at picogram per mL levels is of great clinical

importance.

2.2. Immunoassays

2.2.1. Immunoreaction

von Behring -the father of immunology- and Kitasato showed the existence of a
neutralizing agent against diphtheria toxin in 1890 (Kaufmann, 2017). After several
works, the agent that has the ability to recognize immune substances is referred to as
“Antikorper” or antibodies, and the substance that triggers the production of the antibody
as “Antisomatogen” and “Immunkoérperbildner”. These terms gave rise to the term
“antigen” (Abbas et al., 2014).

Antibodies, or known as immunoglobulins (Igs), belong to a class of serum
proteins called y-globulins. They are Y-shaped, heterodimeric (a protein containing two
polypeptide chains formed by different proteins) glycoproteins synthesized by B-
lymphocytes against antigens and foreign substances to mediate immunity (Roberts,
2015). They consist of two heavy (H) and light (L) polypeptide chains which are
connected by disulfide bonds (Figure 2.1). The light chain constitutes one constant (Cyr)
and one variable (V1) domain whereas heavy chain contains one variable domain (Vy)

and three or four constant domains (Cui4). Each variable region of the antibody has



hypervariable sequences that specially bind antigens. Fc (crystallization fragment) region
of antibodies determines the specific binding to Fc receptors on certain cells. Fab region
which contains N-terminal domains of light and heavy chain participates in antibody-

antigen binding (Schroeder and Cavacini, 2010; Yagiela et al., 2010).
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Figure 2.1. Y-shaped structure of an immunoglobulin G antibody with disulfide linkages.
(Source: (Yagiela et al., 2010))

2.2.1.1.Classes of Immunoglobulins

Immunoglobulins are categorized into five primary subclasses or isotypes as
immunoglobulin A (IgA), immunoglobulin D (IgD), immunoglobulin E (IgE),

immunoglobulin G (IgG), and immunoglobulin M (IgM) according to the amino acid



sequence of the heavy chain on the molecule (Table 2.2). This sequence difference
determines the number and location of disulfide bonds, number of oligosaccharides on
the molecule, number of constant domains, and length of the hinge region (linker between

Fab and Fc) (Yagiela et al., 2010).

Table 2.2. Properties and structures of immunoglobulins
(Source: (Yagiela et al., 2010))

Molecular
Property weight
(kDa)

Heavy
Type Chain

econstitutes 75% of total Igs
ehas four subclasses: IgG1, IgG2 (IgG2a and
IgG2b), IgG3, IgG4
gamma- eimportant for phagocytosis and immune response
chain against submucosal antigens
encutrophils, monocytes, and dendritic cells have
Fc receptors for IgG
ehalf-life: 21 days

IgG 150

econstitutes 15% of total Igs
eimportant for the immune response against
supramucosal antigens
ehas two sub-classes: [gA1 and IgA2 320
emost mucosal secretions constitute I[gA
e the half-life of IgA1: 5-9 days; half-life of IgA2:
4-5 days

alpha-

IgA chain

econstitutes 0.002% of total Igs
eimportant secondary exposure responses,
initiating acute and 200
chronic inflammation
e half-life: 2 days

epsilon-

IgE chain

econstitutes 0.2% of total Igs
delta- eco-expressed with IgD on the cell surface
chains eimportant for protection against parasites
ehalf-life: 2-3 days

IgD 180

econstitutes 10% of total Igs
initial, or primary, immune responses
to antigenic compound 900
eco-expressed with IgD on the cell surface
ehalf-life: 10 days

mu-

IgM chain



2.2.2. Concepts and Classifications of Immunoassays

Immunoassays (IA) are tests utilizing the specificity and sensitivity of antibody
(Ab)- antigen (Ag) interaction to detect target substances, called analyte, qualitatively or
quantitatively (Darwish, 2006). Abs are protein molecules synthesized by the trigger of
immunological agents called Ags in animals and humans. Abs are secreted into the blood
to neutralize these agents and stimulate further immunological reactions such as cell
killing and inflammation (S6rman et al., 2014). Abs have unique structures that recognize
relevant antigens by a lock-and-key mechanism and this specific interaction of Ab-Ag is
called immunoreaction (Eisen and Chakraborty, 2010). IAs exploit this specific
interaction to measure the presence of a target analyte. Target analytes of IAs can be
categorized into two groups: i. immune substances, such as antigens, cells, antibodies,
cell adhesion molecules, cytokines, alexins; ii. trace molecules, such as proteins,
hormones, enzymes, and cyclic drugs (Liu and Jiang, 2017). Following its use in the
1950s for the detection of hormones (Yalow and Berson, 1960), the use of immunoassays
has been adopted as the primary bioanalytical method for quantification of proteins or
other small molecules in a variety of fields such as clinical diagnosis, food safety,
environmental tests, pharmaceutical analyses, and biochemical research (Bojorge
Ramirez et al., 2009; Candlish, 1991; Darwish, 2006).

IAs are based on highly specific molecular recognition between an antibody and
its corresponding antigen/analyte (Lin et al., 2010). This antibody-analyte interaction is
converted to a measurable signal and correlated with the analyte concentration. To read-
out the measured analyte quantity, labels such as are fluorescent, chemiluminescent, or
colorimetric are commonly used (Hosseini et al., 2018).

IA formats can be dived into two categories as ‘“homogeneous” and
“heterogeneous” according to where the immunoreaction takes place (Self and Cook,
1996). In heterogeneous IAs, antibodies (or antigens) which are immobilized on a solid
support (e.g., microplate), and interaction with the target analyte occurs at the liquid-solid
interface. Unbound antigens (or antibodies) and other substances are then removed by
washing (Nistor and Emnéus, 2005). Homogeneous IAs are realized by the interaction of
antibodies and antigens in the solid phase, and bound and unbound antibodies are

distinguished with a chemical or physical change upon binding (Nistor and Emnéus,
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2005). Heterogeneous IA format generally offers a high level of sensitivity due to the
high surface to volume ratio (Johannsson, 1991). On the other hand, homogeneous 1A
format enables quick and multiplex analysis (Liu et al., 2016). Homogeneous and
heterogenous IAs can be further dived into competitive and non-competitive IAs (Nistor
and Emnéus, 2005). In competitive [As, unlabeled target Ags compete with exogenously
labeled Ags for binding to a limited number of Ab-binding sites. The detection signal is
inversely proportional to the analyte concentration: the signal decreases with the increase
in unlabeled target Ag concentration. In non-competitive format Ags are captured with
excess antibodies first, then detected with labeled secondary antibodies (Lin et al., 2010).
This format forms a “sandwich immunoassay” where the detection is directly

proportional to the analyte concentration (Zhou et al., 2016a).

2.2.2.1. Enzyme-Linked Immunosorbent Assay (ELISA)

The ELISA technique was conceptualized by Peter Perlmann for the
quantification of IgG in rabbit serum (Engvall and Perlmann, 1971). ELISA is a type of
plate-based immunoassay in which the target antigens are captured directly onto the solid
surface or indirectly with a capture antibody. It consists of antibodies linked with a
reported enzyme, and the assay is developed with the addition of a colorimetric substrate
that results in a measurable product (Wild, 2005). Depending on the type of the assay,
sample, and analyte, ELISA can be performed in i. direct, ii indirect, and iii sandwich
formats (Figure 2.2) (Hosseini et al., 2018; Salazar et al., 2017). In indirect ELISA, the
target analyte is attached to the solid surface of the plate. Next, the enzyme-linked
antibodies are added to the assay. Then, the substrate and stopping solution are
introduced. This type of ELISA requires the use of purified samples since non-target
proteins may interact with the solid phase (Akamizu et al., 2005). In indirect ELISA, an
additional (secondary) antibody is used when compared to the direct (Laborde et al.,
2017). In sandwich format, the target analyte is retained between the primary and
secondary antibody. This format requires the immobilization of the primary antibody onto
the solid surface and provide better control in terms of specificity (Katsurada et al., 2007).

However, undesired attachment between the primary and secondary antibody may occur

11



in the absence of the target analyte. This situation results in false-positive signals. The
approximate lengths of assays are 3h 10 min, 4h 10 min, and 4 h10 min in direct, indirect,

and sandwich assay formats (Hosseini et al., 2018).

Substrate
Enzyme (-

Primary antibody
conjugate

Direct ELISA

Substrate
Enzyme (

H
| Secundary antibody
f7 A, conjugate

Indirect ELISA

Q Substrate

Enzyme

x f.
Il Capture antibody

Sandwich ELISA

Figure 2.2. The mostly used ELISA formats for the detection of antigens or antibodies.
(Source: (Salazar et al., 2017))
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2.2.3. Immunoassays in Miniaturized Systems

ELISA offers high sensitivity and specificity; however conventional ELISA
requires a series of washing, incubation steps that are prone to errors. Also, it works with
a large volume of sample and reagents (Tongdee et al., 2020). Miniaturization of
immunoassays into micro-devices provides immense opportunities including i. reduced
sample volumes, .ii. enhanced sensing, iii. minimized human error and contact with
harmful reagents, iv. short diffusion distance, and therefore decreased analysis time per
number of tests, and v. automation (Hosseini et al., 2015; Hosseini et al., 2018; Kharisov

et al., 2016; van der Wal et al., 2014).

2.2.3.1. The Use of Micro- and Nanoparticles

To overcome the limitations of current biosensing technologies, the use of micro-
and nanoparticles in immunoassays has gained great importance. These particles (i.e.,
beads) are functionalized through bio-conjugation with detector molecules (e.g., DNA,
RNA, antibodies and antigens) and used as 3D immunoassay surfaces (Otieno et al.,
2016). The main advantages of the micro/nanoparticles in immunoassays can be stated as
follows: i. larger surface to the volume compared to the 2D surfaces of conventional
assays, i1. spatial freedom for capturing the analyte, and iii. possibility of multiplex tests
(Elshal and McCoy, 2006).

Polymer microspheres, magnetic nanoparticles (MNPs), silver nanoparticles
(AgNPs), and gold nanoparticles (AuNPs) are exploited in many biosensing applications
for biomarkers (Dai et al., 2013; Raez et al., 2007; Tomas et al., 2019; Zhao et al., 2017).

MNPs (e.g., FesOs and yFe>O3) can be easily manipulated under an applied
magnetic field (Urusov et al., 2017). So that, they have been utilized in magnetic field-
induced protein biomarker detection efforts either as labels and/or assay surfaces (Tekin
and Gijs, 2013). For instance, Jin et al. used clustered MNPs as magnetic labels to

quantify prostate-specific antigen (PSA) (Figure 2.3 a) (Jin et al., 2009). In the assay, PSA
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Figure 2.3. Examples of magnetic nanoparticle-based immunoassays. (a) Detection of
PSA using clustered MNPs. (Source: (Jin et al., 2009)), (b) Detection of IgE

in serum. (Source: (Proczek et al., 2012)), (¢) Surface coverage assay using
magnetic nanoparticles. (Tekin et al., 2013)
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was incubated with anti-PSA antibody bearing microbeads first. Then the complex
formed upon binding of PSA to the microbead was labeled using MNP clusters. By
analyzing MNP-associated microbeads in terms of deflection velocity under a magnetic-
field gradient, 45 fg/mL of PSA could be detected in phosphate-buffered saline (PBS).
Similarly, Hall et al. used MNPs as labels in a giant magnetoresistive (GMR) biosensor
which is capable of detecting magnetic tags very sensitively and reached 5 fM detection
levels of carcinoembryonic antigen (CEA) in serum (Hall et al., 2010). Proczek et al.
developed an immunoaffinity capillary electrophoresis system where they used MNPs as
“mobile substrates” to capture IgE in serum samples (Figure 2.3 b) (Proczek et al., 2012).
Under electrochemical detection, a limit of detection (LOD) value of 17.5 ng/mL was
achieved. Using antibody-coated MNPs as mobile substrates and labels at the same time,
Tekin et al. introduced a magnetic surface coverage assay for tumor necrosis factor-a
(TNF-a), and reached down to 1 fg/mL detection levels in serum (Figure 2.3 c) (Tekin et
al., 2013).

Non-magnetic beads that are produced from polymers are also utilized in many
miniaturized immunoassays due to their well-known characteristics. One of the most used
polymer beads is made up of polystyrene. For instance, Ko et al. developed a multiplex
electro-immunoassay in a chip that could simultaneously detect cancer biomarkers alpha-
fetoprotein (AFP), CEA, and PSA (Figure 2.4 a) (Ko et al., 2008). In the assay, antibody-
immobilized polystyrene beads are fixed on the chip surface. After the addition of
antigens, AuNPs were added for labeling and a silver enhancer was used for amplification
of the measurement signal. The working range of the chip was 107 to 10" ug/mL. Using
superporous agarose beads as a solid support, Yang et al. developed a colorimetric
sandwich immunoassay with a large surface area for increased sensitivity (Yang et al.,
2008). The method enabled the detection of 100 pg/mL goat IgG in PBS. In addition, a
commercial multiplex bead-based immunoassay in a microplate format has been
developed as “The Luminex™ xMAP (multi-analyte profiling)” (Figure 2.4 b). In the
assay, fluorophore-labeled 5.6 um polystyrene microspheres that are also coated with
detection antibodies are used for the quantitative analysis of multiple analytes. After
capturing the analytes, beads are transferred into a flow cytometry device and excited by

two different laser beams (i.e., green and red) (Dunbar, 2006).
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Figure 2.4. Examples of non-magnetic beads-based immunoassays. (a) The use of
polystyrene beads as solid support onto the chip. (Source: Ko et al., 2008).

(b) The use of beads for multiplexed detection of analytes. (Source:
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2.3. Model Biomarkers Used in the Assays Developed in This Study

2.3.1. Immunoglobulin G

Immunoglobulin molecules have diagnostic significance as their abnormal
concentration in blood is a good indicator of several diseases. In certain cases, serum Igs
offer better stability and higher concentration at primary stages when compared to the
disease-causing virus, cells, or antigens. Therefore, many bacterial, fungal, or viral
infections (Kamat et al., 1999; Li et al., 2013b; Luzza et al., 1995), autoimmune disorders
(e.g., lupus and rheumatoid arthritis) (Aho et al., 1997; Arbuckle et al., 2003), certain
types of cancer (Tan et al., 2009), and congenital or neonatal infections (Neto et al., 2004)
can be diagnosed by a serological test that monitors immunoglobulin levels in the
patient’s blood. For instance, in the SARS-CoV-2 outbreak which occurred towards the
end of 2019 and affected thousands of people worldwide, serological analysis based on
detecting IgG and IgM against the nucleocapsid protein of the virus has been developed
to prevent false-negative cases that can be seen by polymerase chain reaction (PCR)
(Jacofsky et al., 2020). Among the antibodies listed in Table 2.2, IgG (Figure 2.5) has the

highest half-life, and therefore can be detected for a long time after infection.

2.3.2. Cardiac Troponin I

Cardiovascular diseases (CVDs) -blood vessel and heart related disorders- are the
most frequent cause of death in many countries (Jamison et al., 2006). The most important
and clinically relevant biomarkers of cardiac infarction (Table 2.3) are cardiac troponins
(cardiac troponin I (cTnl), cardiac troponin T(cTnT)), myoglobin, C-reactive protein
(CRP), lipoprotein-associated phospholipase, interleukins (interleukin-6 (IL-6) and
interleukin (IL-1)), tumor necrosis factor-alpha (TNF- a), and myeloperoxidase (MPO)
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Figure 2.5. 3D structure of Immunoglobulin G.
(Source: (Hosseini et al., 2018))

(Qureshi et al., 2012). Over the last 50 years, the use of cardiac biomarkers has evolved
for diagnosis and prevention of acute myocardial infarction (AMI), and risk assessment
for heart failure (HF) (Mair et al., 2015). With the development of radioimmunoassay in
the 1970s, AMI diagnosis using creatine kinase (CK) activity and myoglobins were
investigated (Roberts et al., 1976; Stone et al., 1975). Due to the necessity of more
specific biomarkers related to cardiac damage, cardiac troponins were searched for their
translation from research into routine practice in the 1980s (Cummins et al., 1987; Katus
et al., 1989).

Cardiomyocytes are cells that are responsible for generating contraction in
myocardial tissue. Cardiac troponins C, I, and T are regulatory proteins of cardiomyocyte
contractility (Figure 2.6). Troponin T is found in cardiac and skeletal muscle and connects
the troponin complex to the tropomyosin (Filatov et al., 1999). Troponin I binds to actin
and inhibits the contraction in the absence of Ca?* (Chan and Rainer, 2013). Troponin I
and T of cardiac muscle differ from that of skeletal muscle (Dzoyem et al., 2014).
Troponin C is responsible for binding Ca** ions to regulate contraction (Christenson et

al., 1997).
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Table 2.3. Clinically important cardiac biomarkers

(Source :(Qureshi et al., 2012))

Cardiac

Time

Return

) e MW Initial POC test
biomarker Cut-off levels Specificity . to to I
(kDa) elevation availability
peak | normal
1224 6-8
Troponin I (¢Tnl) | 0.01-0.1 ng mL™! High 23.5 4-6h Yes
h days
Troponin T . 12-12 7-10
0.05-0.1 L! High 37 4-6h Y
(cTnT) nem '€ h days e
. _ 6-12
Myoglobin 70-200 ng mL™! Low 18 1-3h b 2448 h Yes
<10° ng mL™! low
risk ;
C-reactive protein | 1-3 x10° ng mL™! "
High 125 ND* ND ND Y
(CRP) intermediate risk ; 8 e
>3-15 x 10° ng
mL™" high risk
e ki
Creatine kinase i . 1224 14
MB subform 10 ng mL™! Medium 85 4-6h b davs Yes
(CK-MB) Y
N-terminal pro-B-
type -1 .
L : 0.25-2 ng mL High 8.5 ND ND ND Yes
natriuretic peptide
(NT-proBNP)
Myel id >350 L
veloperoxidase o nemt Medium 150 ND ND | ND Yes
(MPO) stratification risk
Heart fatty acid
>6 L! 8-10
binding —oem Low 15 2-3h 18-30h Yes
. stratification risk h
protein (H-FABP)
<0.0036 ng mL™!
TNF low risk; ND ND ND ND | ND ND
-0
>0.0036 ng mL"!
high risk
Low < 0.0013 ng
mL™;
Interlukin-6 (IL- Mid 0.00138—
nterlukin-6 ( ! > ND ND ND ND ND ND
6) 0.002 ngmL™';
High > 0.002 ng
mL™!
Low < 3.58 x 10°
ngmL!;
o Mid 3.58-4.20 x
Fibrinogen _ ND ND ND ND ND ND
10°ng mL™!;
High > 4.20 x 10°
ng mL™!

*ND: not defined




The diagnosis of cardiovascular diseases is made according to the three criteria
defined by the World Health Organization (WHO) (Yang and Min Zhou, 2006): i. chest
pain, ii. electrocardiogram (ECG), and iii. increased biomarker levels in the blood.
However, half of the patients with CVD shows no symptoms on ECG (Yusufet al., 1984).
Therefore, reducing the time of cardiac biomarker measurement tests, usually less than

60 min, is of great importance (Novis et al., 2004).

Troponin T  Troponin C

Troponin |

Tropomyosin

Figure 2.6. The structure of Troponins in muscle cells. The three subunits of the troponin
molecule regulate actin and myosin interaction. (Source: (Negahdary et al.,
2016))

2.4. Live Cells as Biomarkers

Separation, enrichment, and purification of cell subpopulations are vital for
research, therapeutic, and diagnostic purposes (Recktenwald, 1997). Historically, cell
populations were thought to be homogeneous (Altschuler and Wu, 2010). Now, it is
known that cell-to-cell variability in terms of genetic, functional, and morphological does
exist in multicellular organisms (Islam et al., 2014). Even seemingly homogeneous cell
populations may contain diverse cells with unique properties (Yuan et al., 2017).

Heterogeneity between genetically identical cells is closely related to the

metastasis, resistance to drugs, and cell differentiation (Bauwens et al., 2008; Gao et al.,
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2019a; Turner and Reis-Filho, 2012). Traditional techniques such as filtration (Vogel and
Kroner, 1999), and centrifugation (Axelsson, 2009) are bulk-scale methods lacking
single-cell accuracy. The average response obtained by these techniques does not
represent the small but informative subpopulation of cells (Hu et al.,, 2016).
Discrimination of cells based on cell-surface markers such as epithelial cell adhesion
molecule (EpCAM) is one of the most widely applied techniques (Armstrong et al., 2011).
However, populations with the same surface marker expression may also have hidden
cell-to-cell variations (Strzelecka et al., 2018). Therefore, to be able to separate and
analyze cells at single-cell-resolution is of big advantage instead of measuring a pooled
population of cells, especially for in-depth research of neurons, cancer, stem cell
differentiation, and embryos (Del Ben et al., 2016; Nathamgari et al., 2015; Sikorski et
al., 2015; Zhou et al., 2016b).

Flow cytometry (FM)/fluorescent-activated cell sorting (FACS) (Figure 2.7 a) has
been the most utilized affinity-based single-cell separation technique for a long time
(Shields et al., 2015). FACS offer automated, high throughput, robust and multiplex
detection of single cells (Hu et al., 2016). For example, Jones et al. used the FACS system
to separate mesenchymal progenitor/stem cells (MPCs) in human bone marrow. (Jones et
al., 2002). However, the FACS system has a complex, expensive, and bulky
instrumentation and an increased risk of contamination during the measurement (Shields
et al., 2015). More importantly, loss of function or lowered viability may occur at the end
of the process (Kumar and Bhardwaj, 2008).

Magnetically-activated cell sorting (MACS) is another most common affinity-
based technique used to separate magnetically-labeled cells from the unlabeled under an
external magnetic field (Miltenyi et al., 1990) (Figure 2.7 b). For instance, using an
immunomagnetic separator (MagSweeper), Talasaz et al. enriched labeled circulating
epithelial cells in the peripheral blood of cancer patients (Talasaz et al., 2009). MACS 1is
cost-effective compared to the FACS; however, final purity may not be satisfactory and
cells are only separated into positive and negative populations (Hu et al., 2016).

Laser capture microdissection (LCM) and manual cell picking (MCP) (Figure 2.7
¢, d) are other sensitive techniques for selective separation of single cells e.g., individual
neuron cells (Eberwine et al., 1992; Kummari et al., 2015); they work with low

throughput, though.
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Figure 2.7. Single-cell separation techniques. Schematic representation of (a) FACS in
which labeled cells pass in a stream from a laser at a single-cell level.
Depending on the fluorescent characteristics of cells, which are measured by
the detector, they are collected at different tubes. (b) MACS in which cells
labeled with antibody-coated magnetic particles are collected under an
external magnetic field. (c) LCM exploits a laser to melt the thermoplastic
film on the cap and separate cells of interest that adhere to the melted
membrane under microscopic visualization. When the cap is evacuated, the
captured cells are removed, undesired cells are left behind. (d) Manual cell
picking with a glass micropipette under the microscope (e) Microfluidic
techniques to separate different cells. Green, purple, and yellow cells
represent different cell types. (Source: (Hu et al., 2016))

The integration of cell sorting into miniaturized devices (Figure 2.7 e) enables
rapid and simple processing, reduced human intervention, and precise controlling of
sample fluids in the range of puL to pL (Chin et al., 2007; Hu et al., 2016). Among the
diverse manipulation technologies, methods utilizing intrinsic properties of cells, such as
size (Davis et al., 2006), density (Sarigil et al., 2019), deformability (Byun et al., 2013),
polarizability (Caglayan et al., 2020), and magnetic susceptibility (Kim et al., 2016), are
great alternatives to biochemical labels. Even though some intrinsic properties, such as

size, may vary from cell-to-cell, the density is tightly controlled within a cell type. The
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change in cytoplasm density is often associated with division, growth, state,
differentiation, and apoptosis of cells (Grover et al., 2011; Neurohr and Amon, 2020),

making the density an important physical biomarker of cell tests.

2.5. Forces Used in Miniaturized Platforms to Manipulate Particles and

Cells

For manipulation of single cells or particles in miniaturized platforms, the use of
optical tweezers (Grier, 2003), dielectrophoretic (Qian et al., 2014), acoustic (Barani et
al., 2016), and magnetic forces (Zborowski et al., 2017) are extensively investigated.
Dielectrophoresis is used to manipulate particles with distinct dielectric properties under
non-uniform electric fields. In optical tweezers, the force exerted by a laser beam is
focused on the particle for the manipulation. In acoustophoresis, particles are manipulated
by acoustic forces depending on their size, density, and compressibility relative to the
surrounding medium. Yet, acoustic waves are generated by costly experimental setups.
Amongst, the use of the magnetic forces is advantageous since it enables the manipulation
of objects by a simple magnet located externally (without a direct contact with the sample
fluid). Unlike electrophoresis-based techniques, magnetic manipulation is not disturbed
by surface charges, pH, temperature, or ionic concentrations (Ozefe and Yildiz, 2020).
The theory of magnetic forces and magnetophoretic manipulation is discussed further in

Chapter 3.

23



CHAPTER 3

MODELLING, PRODUCTION, AND
CHARACTERIZATION OF MAGNETIC LEVITATION
PLATFORM

In this chapter, the development of magnetic levitation based sensitive assay
platform is focused. In this regard, first, the theoretical background of magnetism and
magnetic levitation are presented at the beginning of the chapter.

The model platform was designed in computer-aided design (CAD) software. The
components of the magnetic levitation platform were assembled on a body produced by
3D printing technology. Afterwards, the magnetic force resulted from the magnets in the
built platform was modeled using a finite element modeling software, and the levitation
of microspheres was simulated and experimentally tested. Lastly, the measurement

sensitivity of the platform was characterized by the levitated microspheres.

3.1. Fundamentals of Magnetism

The magnetic field is produced by an electrical charge in motion; by an electron
in its orbit around the nucleus or by electric current flowing through a circular wire
(Cullity and Graham, 2011; Oersted, 1820). The units of important magnetic quantities
used throughout the thesis are presented in Table 3.1.

Permanent magnets, the earliest of which were used in the compasses, are
described by two magnetic poles which are called “north” and “south” (Figure 3.1). A
magnetic pole creates a magnetic field that produces a magnetic force on the nearby pole
(Bozorth, 1947). .The strength of this magnetic field is proportional to the magnetic field
strength, H (Spaldin, 2010). The magnetic field can be expressed by the contributions of
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Table 3.1. Important magnetic quantities with their symbols and units
(Source: (McElhinny and McFadden, 1999; Spain and Venkatanarayanan, 2014;
Spaldin, 2010))

Magnetic Quantity Symbol Unit (SI)
Magnetic field strength H Am'!
Magnetic induction B T

Magnetic flux D Wb
Magnetic permeability n Hm'!
Relative permeability W unitless
Magnetic susceptibility Ymass m? kg'!
(per unit mass)
Magnetic susceptibility Ymole m® mol!
(per unit mole)
Magnetic susceptibility X unitless
Magnetization M Am’!
(per unit volume)
Magnetic moment m A m?

W f

Figure 3.1. Magnetic field lines originate from N to S poles, by convention. (a) Field lines
around a bar magnet. (Source:(Cullity and Graham, 2008)) (b) Field lines of
bar magnets revealed by iron filings. (Source:(Bozorth, 1947))
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two vectors: magnetic induction or magnetic field density, B and magnetization, M

(Yamaguchi et al., 2006):
B =yy(H+ M) (3.1)

,where |, is the permeability of free space (a vacuum), and B represents the total number
of magnetic field lines crossing a given area. Therefore, B can be can also be expressed
by dividing the amount of magnetic (flux) field lines, @, that passes through a defined
area (A), as follows (Cullity and Graham, 2011):

B= ®/A (3.2)

Magnetization can be expressed as a magnetic moment per unit volume (Cullity

and Graham, 201 1)
M = 3.3
|’ ( " )

,where m is the magnetic moment showing the tendency of a material to interact with an
external magnetic field, and V is the volume.

Magnetization can also be expressed as (Cullity and Graham, 2011):
M = yH (3.4)

,where y is termed as magnetic susceptibility, a quantity that indicates how a material

responses to an applied magnetic field. Volumetric susceptibility is a unitless
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proportionality constant in SI units. Magnetic susceptibility can also be expressed by per
unit mole (ymor), per unit mass (ymss) (Table 3.1).
Another magnetic quantity is magnetic permeability, p, which is the ratio of B to

H (Spaldin, 2010) :

(3.5)

T

u shows how permeable a material is to the applied magnetic field. For instance,
materials with high permeability allow magnetic flux to pass through easily. If one
combines Equation 3.1 and 3.3 another ratio which is called relative magnetic

permeability (/o or u,) can be obtained as follows (Coey, 2010):

L (3.6)

WU, 1s a unitless quantity that represents the ratio of the permeability of a material

to the permeability of a vacuum.

3.2. Magnetism and Materials

Materials can be classified as diamagnetic, paramagnetic, and ferromagnetic
depending on their behavior to an applied magnetic field (Yaman et al., 2018).

Diamagnetism is the weakest form of magnetism. The change in the orbital
motion of electrons occurs due to the presence of an external magnetic field (McElhinny
and McFadden, 1999). All materials have diamagnetism; however, it is so weak that it
can only be observed in the materials that do not show other magnetic properties. The

atoms in diamagnetic (e.g., water) materials have closed-shell electron structures and do
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not have a net magnetic moment due to the absence of unpaired electrons (Spaldin, 2010).
When exposed to external magnetic fields, negative magnetization is observed.
Diamagnetic materials have negative and very small y on the order of 10~ (McElhinny
and McFadden, 1999). Paramagnetic (e.g., aluminum and magnesium) materials have
unpaired electrons (Spain and Venkatanarayanan, 2014). The magnetic moments of atoms
start to align at a certain degree with the applied magnetic field and they have
susceptibility slightly greater than zero (103-10"°) (McElhinny and McFadden, 1999).
Upon removal of the external magnetic field, magnetic moments return to their disordered
arrangement. Therefore, both diamagnetic and paramagnetic materials do not retain
magnetism when the magnetic field is removed (Spain and Venkatanarayanan, 2014).
Ferromagnetic (e.g., iron) materials have great positive magnetic susceptibility values and
large net magnetization (Coey, 2010). They have small regions called domains in which
all magnetic moments are aligned in parallel in the presence of the external field (Bozorth,

1947). Even after the removal of magnetic field magnetization persist to some extent

(McElhinny and McFadden, 1999).

3.2.1. Magnetism in Nanoparticles

Magnetic nanoparticles are a class of magnetic particles with a typical diameter
of less than 100 nm (Issa et al., 2013). When the size of a particle is decreased, it gains
novel properties (e.g., physical, chemical and mechanical) different than the bulk material
(Podaru and Chikan, 2017). The magnetic behavior of a nanoparticle is controlled by its
size. By reduction of particle diameter, single-domain particles are formed. Below some
critical radius, the magnetization of particles is spontaneously reversed by the thermal
energy. This type of magnetism is called superparamagnetism (Petracic, 2010).
Superparamagnetic nanoparticles have 0 net magnetizations in the absence of an external
magnetic field. When the magnetic field is applied, they have a net alignment (Li and W,
2013). This type of particles act like paramagnetic materials; however, the magnetic
moment originates from the single domain (10° atoms) instead of single atoms in

paramagnetic materials (Podaru and Chikan, 2017). Therefore, the superparamagnetic
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materials exhibit larger magnetization than paramagnetic materials and become aligned

with smaller magnetic fields (Li and Wu, 2013).

3.2.2. Magnetophoresis

Magnetophoresis is a term describing the motion of a particle in a magnetic field
gradient (Chalmers et al., 1999). Magnetophoresis enables contact-free manipulation of
microparticles or cells using either simple permanent magnets (Hejazian and Nguyen,
2016) or electromagnets (Zhu et al., 2014), while other contact-free manipulation
techniques for biological applications (e.g., thermophoresis, acoustophoresis and
electrophoresis) require complex instrumentation for the generation of heat (Piazza,
2008), sound waves (Xu et al., 2011), and electricity (Yamada et al., 2009).

Typically, it can be achieved in two forms by utilizing the difference in magnetic
susceptibility properties of particles/cells and their surrounding medium: i. negative
magnetophoresis (or diamagnetophoresis), and ii. positive magnetophoresis. Negative
magnetophoresis is a label-free technique in which the diamagnetic particles or cells
suspended in a paramagnetic solution (e.g., gadolinium (Gd (III)), manganese (Mn (II))
salts) (Xiao et al., 2016) or a ferrofluid (e.g., magnetite (Fe;O.)) (Rosenweig, 1985) are
pushed away from the magnet by the magnetophoretic force (Liang and Xuan, 2012). In
positive magnetophoresis, magnetic particles inside a diamagnetic medium migrate
towards the higher magnetic field (Gomez-Pastora et al., 2019). Moreover, biological
particles or cells which are diamagnetic (except deoxygenated red blood cells and
magnetotactic bacteria) can be specifically labeled with magnetic micro-and
nanoparticles and manipulated under positive magnetophoresis (Castillo-Ledn et al.,

2011).
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3.2.2.1. Magnetic Liquids

Cell/particle manipulation in magnetic force-based miniaturized systems include
the use of either a ferrofluidic or paramagnetic salt solution.

Ferrofluidic liquids: Ferrofluidic liquids contain the colloidal suspensions of
magnetic nanoparticles, such as Fe3O4 or Fe>O3, having diameters of 10 nm (Rosenweig,
1985).

Paramagnetic liquids: Paramagnetic salt solutions have relatively low magnetic
susceptibility and magnetization values in general. They are obtained with paramagnetic
metals such as (Mn?") or (Gd**) and an organic chelating agent. Due to their unpaired
inner shell electrons, paramagnetic liquids create magnetic moment under magnetic field.

Gadolinium molecules are commonly preferred in the bioimaging applications
that include contrast-enhancing, such as magnetic resonance imaging (MRI), due to their
high magnetic moments and high stability (Garcia et al., 2017). However, free Gd** ions
have toxic effects on biological organisms (Ersoy and Rybicki, 2007). To inhibit the
toxicity of Gd**, gadolinium-based contrast agents (GBCAs), which are Gd*" molecules
chelated with the incorporation of either linear or macrocyclic ligands, have been
developed (Xiao et al., 2016).

GBCAs are extensively preferred in protein and cell studies (Anil-Inevi et al.,
2019; Sarigil et al., 2019; Shapiro et al., 2012a; Shapiro et al., 2012b) as they are cheap,
non-protein-denaturating, and readily available as magnetic resonance imaging (MRI)

contrast agents. Gadavist (Bayer AG) (or Gadobutrol) (Figure 3.2) is one of the

Figure 3.2. The chemical structure of Gadobutrol.
(Source: (Tombach and Heindel, 2002))
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most used macrocyclic GBCAs to obtain paramagnetic solutions for magnetic
applications. Paramagnetic liquids are preferred in the separation of different objects
according to their density (magnetic susceptibility is also possible) in static-flow systems.
These types of density-based separations are reported in the literature as magnetic

levitation or “MagLev”.

3.2.2.2. Magnetic Levitation

Magnetic levitation (or Maglev) is a case of magnetophoresis where the object
inside an nonhomogeneous magnetic field is levitated under the effect of a magnetic field.
A simple magnetic levitation can be achieved by placing two permanent magnets at the
opposing configuration. Diamagnetic particles or living cells can be trapped between the
permanent magnets. The magnetic force exerted on diamagnetic particles (or cells) in a
magnetic medium under the magnetic field is represented by Equation 3.7 (Weston et al.,

2010):

Fragnetic = (m.V).B (3.7)

,where V is the del operator, B is the magnetic induction, and m is the magnetic moment

which can be calculated as follows (Gijs, 2004; Pamme, 2006):

m = (VAx/uo) B (3.8)

,using V: the volume of the particle, 4y: the magnetic susceptibility difference
between the particle and paramagnetic medium (¥, — Xp), and yo: the permeability of

the free space.
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During the levitation, magnetic force (Fpqgnetic), buoyancy force ( Fpyoyancy)

and drag force (Fgqg4) act on particles as they gain velocity, v (Durmus et al., 2015):

Fmagnetic+ Fbuoyancy + Fdrag =0 (3-9)

Fyrqq 1is rtepresented by Fg.qy =67 Rn fpv for spherical objects
(Bhuvanendran Nair Gourikutty et al., 2016) where R is the radius of the particle, 1 is the
dynamic viscosity of the paramagnetic medium, and f, is the drag coefficient that is equal
to 1 when the object is far away from the channel walls (Durmus et al., 2015).

F pyoyancy can be represented as Fpyoyancy = V 4pg, where g is the gravitational
acceleration (9.8 ms?) in the z-direction, and Ap is the volumetric density difference
between the object and the paramagnetic medium (p,,, — pp).

Objects levitate on the y plane until the Fpggneric and Fpyoyancy balance each

other (Durmus et al., 2015):

Fmagnetic + Fbuoyancy =0 (3-10)

If the expressions in Equation 3.7, 3.8, and 3.10 are expanded and arranged, one

can obtain:

VA
#—X(B. V)B—V Apg =0 (3.11)
0

When Equation 3.11 is rearranged, volume terms are canceled out. This indicates

that magnetic levitation is independent of the volume of the particles (or cells).
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A
”_x (B.V)B = 4Apg (3.12)
0

(B.V)B can be written for the Cartesian coordinate system as follows (Yaman et

al., 2018):

0Bx 0Bx 0Bx

0By 0By 0By

B 0Bz B 0Bz B 0Bz
7 0x y dy 4 0z

As one can see from the final Equation 3.12, magnetic levitation of particle is
independent of the volume of the particle and only dependent on two characteristics, i.
density and magnetic susceptibility under the same magnetic field and paramagnetic
medium. Particles with positive magnetic susceptibility (e.g., paramagnetic and
ferromagnetic) are attracted by the magnetic force and gather where the magnetic field
lines are denser whereas particles with negative susceptibility (e.g., diamagnetic) are
repelled by the magnetic force and levitates where the magnetic field is at minimum.
Depending on the magnetic susceptibility and density of the object relative to its
surrounding environment (¥, — Xp), it comes to an equilibrium position after some time

(t equitibrium) Where the magnetic forces are balanced by the buoyancy forces (Figure 3.3).

3.2.2.3. MagLev Designs for Bioanalytical Applications

Up to now, several designs and improvements have been made for the magnetic
levitation platform. Some of the configurations of magnetic levitation setups for
bioanalytical applications are given in Figure 3.4. A “standard” magnetic levitation setup

consists two block magnets at opposing configurations (Durmus et al., 2015; Mirica et
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al., 2009; Shapiro et al., 2012a; Shapiro et al., 2012b). In the “tilted” magnetic levitation
setup, the platform is tilted to the gravitational axis to increase the range of the density
measurement (Nemiroski et al., 2016). An “axial” magnetic levitation setup consists of
ring magnets at the opposing configuration to yield a linear magnetic field between the
magnets and to enhance sensitivity and operational space (Ge and Whitesides, 2018;
Zhang et al., 2020). MagLev was also designed for “high-throughput” measurements with
the integration of a 96-well plate and a flatbed scanner to the platform (Ge et al., 2018).
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Figure 3.3. Schematic illustration of the MagLev principle. Particles (or cells) dissolved
in a paramagnetic liquid inside a magnetic field gradient come to a unique
equilibrium point under the following forces: Magnetic force (Fmagnetic),
buoyancy force (Fbuoyancy) and drag force (Farag) After a certain time, the
particles come to an equilibrium position and levitate under the balance of
magnetic force and buoyancy force. B, g, p, and y represent magnetic
induction, gravity, density, and magnetic susceptibility, respectively.
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Figure 3.4. Review of the magnetic levitation-based bioanalytical applications. (a) a
standard MagLev setup, (Source: (Nemiroski et al., 2016)) (b) a tilted
MagLev setup for sensitivity enhancement, (Source: (Nemiroski et al.,
2016)) (c) an axial MagLev setup, (Source: (Zhang et al., 2020)) (d) a high-
throughput” Maglev setup (Source: (Ge et al., 2018)). Fn/Fmae and Fy
represent magnetic and buoyancy forces, respectively. The abbreviations D
(in a and b) and Z (in ¢ and d) are the distances from height zero.

3.3. Development of Magnetic Levitation Platform

In this study, the magnetic levitation platform was designed in a standard
configuration with two permanent block magnets. To build the platform the main

components, which are 1. two N52 grade neodymium-iron-boron (NdFeB) magnets with
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5 mm height x 2 mm width x 50 mm length, ii. a glass capillary channel with 1 mm height
x 1 mm width x 50 mm length and 0.2 mm wall thickness, and iii. two aluminum mirrors
with 12.7 mm height x 12.7 length x 3.2 mm width, were assembled using a holder
produced by 3D printing technology. In this context, the studies were started with the
building of the holder in “AutoCAD (2016) software”. After the technical drawing
(Figure 3.5 a), the file was saved in .STL format for printing via a 3D printer (Formlabs
Form 2). Then, using “PreForm software” the platform body was rotated in 3D and the
support extensions were added accordingly for the printing process (Figure 3.5 b). Then,
the drawing file with support extensions (FORM) was sent to the 3D printer and the
printing was achieved by stereolithography technique using photo-reactive resin “Clear
v2 FLGPCLO02” at a resolution of 0.025 mm. Upon completion of the printing, the holder
was scraped off the surface of the printer with a suitable apparatus. The printed part was
shaken for 30 seconds in a reservoir containing isopropyl alcohol (2-propanol) and kept
in the reservoir for 10 minutes. Next, the process in the first step was repeated by taking
the parts into a second reservoir containing fresh isopropyl alcohol. After the second
treatment with isopropyl alcohol, the print was dried with filter paper, cut with a pair of
pliers from the support parts, and made suitable for assembly.

N52 grade NdFeB magnets were chosen in the platform since they are cheap,
commercially available, and capable of providing high magnetic fields (~0.4 T at the
surface). During the assembly, the magnets were placed in the platform in anti-Helmholtz
configuration (SN---NS configuration). The mirrors were attached at a 45° angle to image
the distance between the magnets using an inverted microscope (Figure 3.5 ¢, d). The
sample solution was inserted into the glass microcapillary channel that was placed

between the magnets before each measurement (Figure 3.5 c).

3.3.1. Modeling of the Magnetic Field

For simulations, COMSOL Multiphysics software was used as the finite element
modeling (FEM) tool. Modeling geometry was constructed by measuring the dimensions

of the produced platform. In this regard, the magnets were separated at a-1800 pm-
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Figure 3.5. Magnetic levitation platform developed in this study. (a) 3D drawing of the
platform body in the CAD software. The lengths are in -mm scale. (b) Image
of the platform in Preform software after the body was rotated at an
appropriate angle and support extensions were added for printing procedure.
(c) The photograph of the assembled platform that inserted onto the inverted
for microscopy measurements. (d) Schematic illustration of imaging the
capillary channel using an inverted microscope. The side mirrors attached at
a 45° angle reflects the light coming from the light source of the microscope
and illuminates the capillary channel. Then, the light passes through the
capillary is reflected to the observer of the microscope.
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distance, and the microcapillary channel was inserted at the center in the model (Figure
3.6). The magnetic induction was modeled according to B = uo (H + M) formula, where
M: the magnetization of two permanent NdFeB 52 grade magnets were taken as

1150kA/m, and po : the permeability of free space was taken as 1.2566x107°

A 108

¥ -1.08
X (mm)

A 108

¥ -104

X (mm)

Figure 3.6. 2D simulation results of magnetic flux density (T) along the capillary channel.
(a) Surface: Magnetic induction at y-direction (By), Streamlines: Total
magnetic induction (By+Bx). (b) Surface: Magnetic induction at x-direction
(By), Streamlines: Total magnetic induction (By+Bx).
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kg-m-A"2-s72. ur: the relative permeability of air was taken as 1. Simulation results
revealed that the magnetic field is at its maximum near the magnets whereas the magnetic
field on the centerline plane between the magnets is at its minimum.

From the FEM simulation, magnetic induction term for the levitation in y-

N . . . 5 0B .
direction was determined from Equation 3.14 by neglecting Bz % component since the

magnets were long enough when compared to its width:

(3.14)

-

= = 0B . ' .
Bx _xy + By aiyy estimated from the FEM data with respect to the interspace

(o))

5]

between the magnets by taking the top surface of the bottom magnet as height zero (Figure

3.7).
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Figure 3.7. Magnetic induction distribution along the interspace between magnets. The
data of (§ . V)§ = Bx a:% + §y a:% obtained with COMSOL are fitted into
a 5"-degree curve using MATLAB software.
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3.3.2. Simulation of Microsphere Levitation for Paramagnetic Solution

and Magnetization

Here, using the (§ V)§ obtained in the FEM tool, levitation of diamagnetic
polymer microspheres in a paramagnetic medium with different concentrations of
Gadolinium ions (Gd*") were simulated in terms of Gd** concentration and magnetization
of permanent magnets (M) using a custom-coded MATLAB file. According to Equation
3.12, it was expected to observe microspheres at higher heights with increasing Gd*
concentration and magnetization of magnets since both of them increase the magnetic
force applied to the microspheres. During the simulations, the density of polymer
microspheres was taken as 1.050 g/mL and the molar magnetic susceptibility of the Gd**
solution was taken as 3.2 x 10°* M ! (Durmus et al., 2015). As the polymer microspheres
are diamagnetic, they are assumed to have a 0 magnetic susceptibility. The densities of
10, 30, 60, and 90 mM Gd** solution prepared with PBS and 1% (v/v) Tween 20 (PBST)
were estimated as 1009.63, 1016, 1024, and 1033.00 g/mL using the reported density of
1M Gadavist solution at 37°C. Then, the polymer microspheres were tested at those Gd**
concentrations. The results of simulations and experiments data are presented in terms of
their distance from the centerline plane (the mid-distance between the magnets: ~ 900
um) (Figure 3.8). The experimental results revealed that the model could predict the
magnetic levitation of microspheres for all Gd*" concentrations. Both experimental and
simulation results were in agreement with Equation 3.12 since microspheres came closer
to the centerline place (the distance decreased) by increasing Gd** concentration. As
expected, increasing Gd** concentrations increased the magnetic susceptibility change
between the paramagnetic medium and microspheres so that they levitated at higher
heights with less deviation from the centerline plane.

The levitation of microspheres was also simulated by changing the magnetization
of permanent magnets. The results revealed that the magnetization value of magnets has
a significant influence on the levitation of microspheres. Low magnetization values (i.e.,
500, 600, 700, and 600 kA/m) was not enough to levitate polymer microspheres at 10
mM Gd** concentration (Figure 3.9 a). Because microspheres at this concentration

deviated from the centerline plane as much as the distance equal to the height of the
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Figure 3.8. Simulation and experimental data of polymer microsphere levitation under
different Gd*" concentrations using M=1150 kA/m magnetization value.

centerline plane (~ 900 um). Simulations and experimental data also revealed that
increasing Gd*>* concentration decreases the distance of microspheres from the centerline
plane for all magnetization values. High Gd** (i.e., > 30 mM) brought microspheres closer
to the centerline since they were able to levitate at higher positions. Other simulations
were made using M=1150 kA/m for different paramagnetic medium densities. According
to the results, increasing the density of the paramagnetic medium also decreases the
distance of microspheres from the centerline position. This enables focusing
microspheres at higher heights (Figure 3.9 b). The change in microsphere position is
bigger for lower Gd** concentrations with respect to an increase in density. These results
indicate that to be able to obtain a better sensitivity, a lower Gd** concentration could be
used if a denser levitation medium is prepared. Therefore, increasing the density of the
paramagnetic medium using additives (e.g., Ficoll and dextran) could be an alternative
way for sensitivity enhancement.

The assays developed in this work were designed to be performed at room
temperature. However, one should note that changes from an ambient temperature affect
the magnetic field strength created by the magnets. High-temperature grades cause
misalignments in the magnetic domains of the magnets that decrease the magnetic field

strength (Callister and Rethwisch, 2018). For instance, the NdFeB magnet loses 0.11%
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Figure 3.9. The modeling levitation of polymer microspheres. (a) Simulated levitation of
microspheres with respect to Gd*" and magnetization (M). (b) Simulated
levitation of microspheres with respect to Gd*" and paramagnetic medium
density with M=1150 kA/m magnetization.

of'its performance per degree Celsius rise (Popescu et al., 2013). On the other hand, when
compared to heat, cold environment provides better performance for permanent magnets
with an increase in magnetic field strength since the atoms in the material move less
randomly, creating a better alignment (Callister and Rethwisch, 2018). It has been
reported that magnetic levitation is not significantly affected by temperature changes in
the range of 28—36 °C (Anil-Inevi et al., 2018). Nevertheless, using the platform for the
applications to be performed at different temperatures, it may be necessary to maintain
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the temperature constant with the integration of temperature sensors and heating/cooling
modules (You et al., 2014) to the platform in the future. Another option could be the use
of electromagnets instead of permanent magnets to adjust the magnetic field strength
(Stern et al., 2019). However, electromagnets would increase the size of the platform and
demand electricity to operate when compared to the permanent magnets (Sliker et al.,

2015).

3.3.3. Measurement Sensitivity of the Platform

Lastly in this chapter, the measurement sensitivity of the platform was
demonstrated. In this thesis two characteristic heights, i. levitation height and ii. deviation
height were calculated and used for the analysis. Levitation height represents the distance
of the microspheres from the top surface of the bottom magnet whereas deviation height
represents the distance of the polymer microspheres from the middle of the magnets
(centerline). Measurements were done using Image J software and are shown in Figure
3.10. Since the position of capillary channel changes within the experiments, two images
are captured using the inverted microscope by i. focusing magnets (Figure 3.10 a) and by
focusing ii. microspheres (Figure 3.10 b). Measurement accuracy was examined choosing
one random bead in 3 different capillaries. N=4 measurements were done by resetting and
setting X, y, and z stages of the microscope (Table 3.2). According to the results, the
standard deviation between deviation height measurements was for three randomly

selected microspheres were 0.7, 2.5, and 4.4 um.

Table 3.2. Investigation of measurement accuracy for deviation height determination

Deviation Height (um)

# of st . nd d
measurement 1 mMicrosphere 2 microsphere 3  microsphere
1 223.7 186.4 181.7

2 224.5 189.8 183.7

3 2249 186.9 181.6

4 225.7 192.5 172.3

SD==+0.7 um SD=+2.5 um SD=+4.4 um
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Figure 3.10. Determining deviation heights of polymer microspheres. Micrographs
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3.4. Conclusion

In this chapter of the thesis, modeling, production, and characterization of the
magnetic levitation platform for bioanalytical measurements were done. A 3D printed-
body was produced with a commercial 3D printer for rapid prototyping of the MaglLev
platform. The miniaturized platform with all its components cost less than $30.

According to the simulation results, the model developed here predicted the
levitation of microspheres in agreement with the experimental data for 10, 30, 60, and 90
mM Gd*" based levitation medium. Two characteristic heights were defined for further
analysis. According to the measurement sensitivity test, the produced platform can
measure the height of polymer microspheres with an error of less than 5 pm between the
measurements.

The benefits and difficulties related to the produced magnetic levitation platform
for bio-diagnostic applications are summarized as follows: i. The platform can be
operated using simple and inexpensive permanent NdFeB magnets without electricity
requirement. Since the NdFeB magnets offer high stability, they do not require
replacement for a long period. ii. The system works with biocompatible agents; therefore,
the process is non-toxic to the environment, iii. The microsphere levitation is dependent
on the concentration and density of the paramagnetic media. This enables tuning of the
sensitivity of the measurements according to the needs. iv. Since the volume of the glass
capillary channel is ~50 pL, it requires less sample and produces less waste per number
of tests. Lastly, v., even though the platform is miniaturized and compact, the use of the
platform is limited to the equipped laboratories since the measurement is based on a
bench-top microscope. Therefore, it requires further improvements for being a completely

portable and self-contained setup.
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CHAPTER 4

SENSITIVE BIOMOLECULE DETECTION USING
MAGNETIC LEVITATION TECHNOLOGY

4.1. Background

Magnetic levitation, which is a magnetic phenomenon of levitating particles
suspended in a paramagnetic liquid under a non-uniform magnetic field, is a powerful
tool for determining densities and magnetic properties of micro- and nanoparticles. The
levitation height of particles in the magnetic field depends on the magnetic susceptibility
and density difference between the object and the surrounding liquid. Here, a magnetic
susceptibility-based protein detection scheme was developed in a low-cost and
miniaturized magnetic levitation setup consisting of two opposing magnets to create a
gradient of a magnetic field, a glass capillary channel to retain the sample, and two side
mirrors to monitor inside the channel. The method includes the use of polymeric
microspheres as mobile assay surfaces and magnetic nanoparticles as labels. The assay
was realized by capturing the target protein to the polymer microspheres. Then, magnetic
nanoparticles were attached to the resulting microsphere-protein complex creating a
significant difference in the magnetic properties of polymer microspheres compared to
those without protein. The change in the magnetic properties caused a change in the
levitation height of the microspheres. The levitation heights and their distribution were
then correlated to the amount of target protein. The method enabled a detection limit of
~110 fg/mL biotinylated BSA (b-BSA) in serum. With the sandwich immunoassay
developed for mouse immunoglobulin G (IgG), detection limits of 1.5 ng/mL and >10
ng/mL were achieved in buffer and serum, respectively. This approach sensed the minute
changes in the volume magnetic susceptibility of the microspheres with a resolution of

4.2 x10°® per 1 um levitation height change.
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4.2. Introduction

Protein biomarkers in blood serve as molecular signatures of complex diseases,
such as cancer (Kristiansen, 2012; Lam et al., 2014; Tran et al., 2012), cardiovascular
disorders (Signorelli et al., 2014), and other pathological situations (Araujo and Doi,
2017; Blennow and Zetterberg, 2015). Hence, sensitive and rapid detection of proteins
provides valuable information about the presence and course of a disease that could
improve the survival rate of patients. However, a biomarker may be present at very low
levels (e.g., sub-ng/mL) in the blood, which requires large volumes of samples and long
processing time for classical biomarker analysis techniques (e.g., enzyme-linked
immunosorbent assay (ELISA)). In addition, the lack of portability hinders the
applicability of traditional techniques in resource-limited settings (Sharma et al., 2015).
Therefore, novel sensing methods or devices detecting a low amount of proteins directly
from a complex mixture, such as human serum, have the potential to advance
conventional diagnostics techniques to further levels.

Over the years, magnetic force-based detection techniques have gained much
attention as ideal candidates for biomarker analysis due to their contactless control on
biological samples, ease of operation, low energy requirement and simple design
(Alnaimat et al., 2018; Tekin and Gijs, 2013; Yaman et al., 2018). Magnetic force-based
protein detection technologies have focused on the use of magnetic nanoparticles (MNPs)
which are typically made of a magnetic core (e.g., Fe3s04 and yFe>0O3) and a surrounding
shell (e.g., dextran and silica) (Jamshaid et al., 2016). Labeling of biological particles
lacking magnetic property in nature with MNPs makes them susceptible to the magnetic
field and so they can be controlled by a simple magnet. In magnetic force-based
biosensing applications, MNPs can be exploited as either magnetic labels, or assay
substrates on which the protein of interest is captured, or both (Tekin and Gijs, 2013). In
several studies (Hall et al., 2010; Jin et al., 2009; Proczek et al., 2012; Tekin et al., 2013),
these particles allowed high- sensitive detection of proteins using microfluidic devices.
Since these studies require precise control of microfluidic flow rates and sophisticated
experimental schemes, they could not offer easy-to-use and low-cost detection protocols.

Magnetic levitation, which is levitating of objects under an inhomogeneous

magnetic field based on the balance of magnetic and buoyancy forces, has inspired many
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applications including sorting of numerous materials (Andres, 1976; Mirica et al., 2010;
Nemiroski et al., 2016), the association of proteins and ligands (Benz et al., 2012; Mirica
et al., 2008; Shapiro et al., 2012a; Shapiro et al., 2012b), cell measurement/detection
(Andersen et al., 2017; Andersen et al., 2019; Durmus et al., 2015; Felton et al., 2016;
Knowlton et al., 2015a; Sarigil et al., 2019; Tasoglu et al., 2015), and 3D-assembly of
living cells (Anil-Inevi et al., 2018; Haisler et al., 2013; Mishriki et al., 2019), and
biomarker detection (Castro et al., 2018; Subramaniam et al., 2015). Lately, this
technology has been emerged to provide high-throughput (Ge et al., 2018), compact, and
portable analysis of microparticle and cell densities (Amin et al., 2017; Felton et al., 2016;
Knowlton et al., 2017a; Knowlton et al., 2015b; Knowlton et al., 2015a). Fundamentals
and applications of magnetic levitation are well-documented in recent review articles
(Gao et al., 2019b; Ge et al., 2019; Turker and Arslan-Yildiz, 2018).

A simple-designed magnetic levitation setup consists of two magnets whose same
poles face each other. A particle suspended in a paramagnetic liquid is levitated between
these magnets at an equilibrium position determined by its density and magnetic
susceptibility relative to the surrounding liquid. Briefly, measuring the levitation height
of an object reveals the density and magnetic susceptibility information. So far, density-
change regarding the binding of proteins onto the beads is measured by monitoring the
levitation height change in the magnetic levitation system and correlating to the amount
of proteins bound onto the beads (Andersen et al., 2017; Castro et al., 2018; Shapiro et
al., 2012a; Subramaniam et al., 2015). One of those is a multiplex detection of antibodies
against syphilis and hepatitis C by observing the height change of levitating polystyrene
beads upon binding of antibodies and subsequent deposition of metal nanoparticles
(Subramaniam et al., 2015). Recently, the levitation height of two different-density
polymethylmethacrylate microspheres has been tracked for the quantification of
interleukin-6 (IL-6) (Andersen et al., 2017). These antibody-coated microspheres
conjugate in the presence of IL-6 and reach a density value between those of two types
of microspheres. The technique can detect 10 pg/mL (corresponds to ~ 0.5 pM) of IL-6
in phosphate buffered saline (PBS) samples. Moreover, the quantification of Chagas
disease-related anti-7rypanosoma cruzi antibodies in blood samples have been achieved
with a detection limit of 5 pg/mL (corresponds to ~ 30 uM) (Castro et al., 2018).

Here, apart from density-based techniques used the magnetic levitation principle,
a magnetic susceptibility-based protein detection method using polymer microspheres as

mobile assay surfaces and MNPs as labels was presented. Labeling protein conjugated-
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polymer microspheres with MNPs changed the magnetic susceptibility of the conjugate,
and in the magnetic levitation system, the equilibrium height of the complex was
significantly altered compared to no protein-conjugated microspheres. ~ 110 fg/mL (~
1.6 M) b-BSA could be detected in serum. With the developed sandwich immunoassay,
detection limits for mouse IgG in pure buffer and serum were 1.5 ng/mL (~ 10 pM) and
> 10 ng/mL, respectively. The assay required 200 pL. of sample and reasonably short
analysis time (~ 50 min for assay preparation steps off the platform and ~ 30 min for
levitation on the platform). The results suggested that magnetic levitation-based assays

hold a great promise for sensitive and rapid protein analysis in serum samples.

4.3. Materials and Methods

4.3.1. Experimental Setup

The protein assay was performed in a magnetic levitation platform composed of
(1) two magnets (N52 grade neodymium, 50 mm length x 2 mm width x 5 mm height,
supermagnete.de) with polarization through their heights, (ii) two mirrors (1/2" square
protected aluminum mirror, 3.2 mm thick, Thorlabs) tilted at 45° to monitor the channel
along its height using an inverted microscope, and (iii) a glass microcapillary channel (50
mm length X 1 mm width x 1 mm height, vitrocom.com) with a wall thickness of 0.2 mm
placed between the magnets (Figure 3.5 c¢). The glass capillary has a tolerance of £10%
for its inner dimensions. The parts of the platform were assembled in a 3D-printed body
which was produced by stereolithography technique using photo-reactive resin “Clear v2
FLGPCLO02” at a resolution of 25 pm (Kecili and Tekin, 2020) (Formlabs, Form2 3D

printer).
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4.3.2.Design and Characterization of the Magnetic Levitation-Based

Protein Assay Using b-BSA

The assay for b-BSA detection included streptavidin-coated fluorescent
polystyrene microspheres (s-PMS) (Streptavidin Fluoresbrite HG 6 um polystyrene
beads, Polysciences, Inc.), streptavidin coated-magnetic nanoparticles (s-MNP) (MACS
Streptavidin-coupled microbeads, 50 nm, #130-048-102, Miltenyi Biotec), and
biotinylated-BSA (b-BSA) (Sigma Aldrich, # A8549-10MG) as a model protein. Gd-BT-
DO3A (Gadavist, Gadobutrol (Gd*")), which is a non-ionic paramagnetic medium with
weak protein binding properties (Staks et al., 1994), was used to increase the magnetic
susceptibility difference between microspheres and the medium. Cell viability tests also
revealed that this medium showed good biocompatibility up to 200 mM concentration
levels (Anil-Inevi et al., 2018; Yaman et al., 2018).

In brief, the protein detection protocol starts with the incubation of s-PMS at two
different concentrations (i.e., 10° or 10° particles/mL) with the sample solution (200 pL)
for 30 min on a vortex mixer. As a sample, b-BSA was spiked either in PBS (Gibco,
pH=7.4) or in dialyzed fetal serum albumin (FBS) (Sigma-Aldrich). Prepared FBS
samples were diluted either 1:10 (v/v) with PBS (Gibco, pH=7.4) containing 1% (v/v)
Tween 20 (Sigma-Aldrich) or 1:1 (v/v) with 1% (w/v) Pluronic F127 (Sigma-Aldrich).
Then, the mixture was centrifugated at 13500 rpm (DAIHAN Scientific CF-10) for 5 min
and the supernatant was discarded. Finally, b-BSA bound s-PMS were re-suspended in
200 pL of a levitation buffer (i.e., PBS (pH=7.4) containing either 1% (v/v) Tween or
1% (w/v) Pluronic F-127) and incubated with 1 uL of s-MNP stock solution for 15 min.
After it was mixed with 1M Gd*" stock solution (having a volume 0f 0.4, 1.2, 2.4, and 3.6
uL to get 10, 30, 60, and 90 mM Gd*" in the final solution, respectively), the final mixture
(40 pL) was loaded into the microcapillary channel using an automatic micropipette. For
each experiment, a new microcapillary treated with an air plasma for 4 min at 0.5 mbar
and 100 W (Diener Plasma Cleaner) was used. After sample loading, one end of the
microcapillary channel was sealed by immersing it into the Critoseal (Leica
Microsystems, Germany). The center part of the channel was monitored under the
inverted microscope (Zeiss Axio Observer Z1, 5 x objective) equipped with a camera

(AxioCam ICml). A single micrograph of the microcapillary was used to analyze
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microsphere positions for each experiment. Distance measurements on the images were
conducted using Image J Software (Section 3.3.3, Table 3.2). In a single micrograph, 100-

120 microspheres could be analyzed at a concentration of 10® microspheres/mL.

4.3.3. Application of the Assay for the Measurement of IgG Levels

The proof of concept developed for b-BSA was tested for the detection mouse

IgG (Sigma-Aldrich, 15381) spiked in buffer and serum as the target protein biomarker.

4.3.3.1. Biofunctionalization of the Microspheres and Magnetic

Nanoparticles

Biofunctionalization of streptavidin polymer microspheres and magnetic
nanoparticles with biotinylated goat anti-mouse IgG (Sigma-Aldrich, B7264) was
achieved by coupling biotinylated Ab onto the bead surfaces via streptavidin-biotin
interaction. In this regard, both s-PMS and s-MNP were biofunctionalized with

biotinylated goat anti-mouse IgG antibodies as follows:

1. 1 pL stock solutions of s-PMS and s-MNP were dissolved in a dilution buffer
(Buffer 1: PBS containing 1% (w/v) of Pluronic (PBSP) or Buffer 2: PBS
containing 1% (w/v) Pluronic and BSA (Sigma-Aldrich) (PBSP-BSA)) in
separate Eppendorf tubes.

2. 1 uL and 0.08 pL of biotinylated anti-mouse IgG antibodies (0.5 mg/mL) were
added to s-PMS and s-MNP, respectively.

3. The solution volume in each Eppendorf tube was completed to 100 pL with the
dilution buffer and the Eppendorf tubes were agitated for 30 min on a vortex.

4. The non-occupied streptavidin molecules on the beads were blocked with biotin
(Sigma-Aldrich) to avoid non-specific interactions. 1 uL and 0.08 uL of 1 mg/mL

biotin solutions were added to the tubes for s-PMS and s-MNP, respectively.
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5. After 30 min of mixing with biotin, both microspheres and magnetic nanoparticles
were centrifugated and washed twice using dilution buffer.
6. Lastly, microspheres and magnetic nanoparticles were resuspended in the dilution

buffer at their initial stock concentration.

4.3.3.2. Optimization of the Dilution Buffer

All IgG experiments were conducted in PBS and FBS diluted 1:1 (v/v) with PBS
(pH = 7.4) containing 1% (w/v) Pluronic F-127 and 1% (w/v) BSA according to the
optimization studies. In the optimization, two different dilution buffers were tested to
dilute sample solution for IgG experiments. These buffers were also used in

biofunctionalization and levitation of particles.

4.3.3.3. Optimization of the Magnetic Nanoparticle Concentration

The amount of anti-mouse IgG magnetic nanoparticles was also tested to find a
suitable amount for the sensitive detection of IgG. This approach was tested in PBS and
FBS samples by comparing the deviation height differences between the reference (0

g/mL IgG) and 1 pg/mL IgG.

4.3.3.4. Measurement of IgG Concentration in Pure and Complex

Media

The incubation and levitation procedures performed in b-BSA tests were also
applied for IgG. For IgG detection experiments, the microspheres were added to the
dilution buffer at a concentration of 10° particles per mL. The sample solution (200uL)

for both PBS and FBS experiments were diluted 1:1 (v/v) using the dilution buffer and
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incubated with anti-mouse IgG microspheres for 30 min. Then, the solution is
centrifugated and resuspended in 200 pL of dilution buffer. Anti-mouse IgG magnetic
nanoparticles (1uL/3uL) were added to the solution and incubated for 15 min. Later, the
solution is mixed with 1M Gadolinium solution having a volume of 1.2 pL to achieve 30

mM Gd** in the final loading solution of 40 pL.

4.3.4. Statistical Analysis

All experiments were repeated three times unless stated, using a new capillary
channel for each experiment. The data are presented as mean + standard deviation (SD)
from the mean values of triplicates. Statistical significance was determined by one-way
analysis of variance (ANOVA) corrected for multiple comparisons and t-test with
Welch’s correction. The coefficient of variation (CV) (%) was calculated as (standard
deviation of population/mean of the population) x 100. Statistical outliers in data were
detected and removed under the integrated Robust Regression and Outlier Removal
(ROUT) Method (Motulsky and Brown, 2006) for different maximum desired false
discovery rate (Q) values (i.e., 0.5, 1, 2, and 5 %) for CV(%)-based analysis. These
analyses were conducted using GraphPad Prism (version 6.0). The mean values of
experimental data were fitted into linear curves (i.e., semilog lines) to obtain standard

equations for deviation height/CV versus protein concentration.

4.4. Results and Discussion

The magnetic levitation platform includes two permanent neodymium magnets at
the opposing configuration (i.e., same magnetic poles face each other), a glass
microcapillary channel inserted between the magnets (50 mm length x 1 mm width x 1
mm height), two tilted mirrors at 45° to monitoring inside the channel using an inverted
microscope and 3D-printed holder to maintain these pieces (Figure 4.1 a). In this

platform, magnetic flux density (B) modulus reaches its maxima near the magnets and its
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minima at the midpoint between the magnets (Figure 4.1 b). When diamagnetic

microspheres spiked in a non-ionic paramagnetic medium, they come into an equilibrium
position along with the channel height and levitate where the magnetic force (ﬁ'M) is

counterbalanced with the buoyancy force (ﬁ ). Under the same magnetic field conditions,
the steady-state levitation height of a microsphere depends purely on the magnetic
susceptibility (x) and density (p) difference between the microsphere and the
paramagnetic medium. For instance, if the microspheres have high magnetic
susceptibility or density (e.g., magnetic nanoparticles), they levitate close to the magnets
whereas diamagnetic particles (e.g., polymer microspheres) are repelled by the applied

magnetic field and levitate close to the midpoint between the magnets.

4.4.1. Characterization of Magnetic Levitation-Based Protein

Measurement

The method detects b-BSA by monitoring levitation heights of streptavidin-coated
polystyrene microspheres (s-PMS). The deviation height of microspheres (hp) is
calculated as the distance of microspheres from the centerline plane between magnets in
the absence and presence of b-BSA and streptavidin-coated MNP (s-MNP). In the assay
(Figure 4.1 c), b-BSA molecules are captured on s-PMS surfaces, and the captured b-
BSA are labeled with s-MNP due to the strong molecular affinity between streptavidin
and biotin molecules (Ko =~2.5 x 103 M! (Deng et al., 2013)). These aggregations alter
the net magnetic susceptibility and density of s-PMS, and so they significantly change the
deviation height of s-PMS compared to s-PMS without b-BSA (Figure 4.1 d). The assay
monitors two parameters for protein detection: (i) average deviation height of
microspheres and (ii) deviation height distribution of microspheres, as explained in

Chapter 3.
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Figure 4.1. Principles of the magnetic levitation-based protein assay. (a) [llustration of the setup. A 3D-printed holder is used to assemble mirrors,
magnets and a glass microcapillary. Two tilted side mirrors are attached onto the 3D-printed holder to monitor inside the capillary. (b)
Magnetic induction in the y direction (By). Magnets are separated 1800 um from each other, and the microcapillary with a channel
height of 1000 um and a channel wall thickness of 200 um is placed between the magnets. (c) Schematic representation of offline
incubation steps (d). Schematic representation of the protein detection principle. Due to magnetic induction (B) and gravity (g),
microspheres inside the capillary channel levitate where the magnetic force (ﬁ' u) 1s balanced by the buoyancy force (I?' 5)- Upon binding
of protein (b-BSA) and s-MNP onto the s-PMS, the complex gains magnetic susceptibility and levitates significantly different than the
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4.4.2. Modelling and Design of Assay Protocol

Using Equation 3.12 and magnetic induction (§) values generated by two N52
grade NdFeB magnets in FEM simulations (Chapter 3), equilibrium positions of
polystyrene microspheres were simulated for magnetic nanoparticle attachment with an
in-house developed MATLAB file. Magnetic susceptibility of microspheres loaded with
magnetic nanoparticles was calculated by solving Equation 3.12 for x;, using the B data
at the levitation position of the microsphere along with the channel height. The number
of MNPs made the change in the magnetic susceptibility of the microspheres was then
estimated with the calculated x,,. In the calculations, the magnetic susceptibility of MNP
and microspheres (without any MNPs) were taken as 1.4 x 107> (Zhang et al., 2005) and
0, respectively.

In the levitation platform, the behavior of the diamagnetic microsphere with a
density of 1.050 g/mL and a diameter of 6 um and 60 pm, and the magnetic nanoparticle
with a density of 1.800 g/mL and diameter of 50 nm are shown in Figure 4.2. The
magnetic nanoparticle is attracted by the magnet and gets no levitation under the applied
magnetic field. On the other hand, the polymer microsphere is repelled by the magnets
and magnetic levitation is achieved. In the presence of magnetic nanoparticle conjugation,
the diamagnetic microsphere tends to levitate closer to the bottom magnet due to the
increase in overall magnetic susceptibility. Aggregated microspheres (D: 60 pm) can
levitate to the same height as single microspheres (D: 6 um) if their magnetic properties
are the same and the levitation height is independent from the volume (Equation 3.12 and
Figure 4.2).

For the reference condition (no b-BSA) diamagnetic microspheres (s-PMS) tend
to migrate towards the centerline plane where magnetic field is minimum (Figure 4.1 b)
and become stationary where the magnetic force and the buoyancy force acting on those
particles are equal to each other. For two particles having the same magnetic
susceptibility, the particle with a higher density levitates close to the lower magnet. On
the centerline plane (i.e., the middle plane between top and bottom magnets), particles
having nearly the same density as the levitation medium are gathered. Since s-PMS (i.e.,
1.050 g/mL) is denser than the paramagnetic levitation medium (i.e., calculated as ~1.016

g/mL), it levitates below the centerline (Figure 4.2).
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Figure 4.2. The behavior of four different particles in the magnetic levitation setup. case
(1): a single diamagnetic microsphere (6 pum), case: (ii) a single polymer
microsphere (60 pm), case (iii): a single magnetic nanoparticle (50 nm) , and
case: (iv) a single diamagnetic microsphere (6 um) conjugated with 5000
magnetic nanoparticles (50 nm). The graph shows initial (t=0) and final
(t=equilibrium) positions of the particles spiked in 30 mM Gd*". Yellow line:
centerline.

The levitation of diamagnetic s-PMS to show the deviation height change of a
single s-PMS in case of binding of three different particles in Gd*" based paramagnetic
levitation medium was simulated (Figure 4.3): (1) diamagnetic nanoparticle with 50 nm
diameter, 1.8 g/mL density and 0 volumetric magnetic susceptibility, (ii) magnetic
nanoparticles with 50 nm diameter, 1.8 g/mL density and 1.4 x 10 volumetric magnetic
susceptibility, and (iii) b-BSA molecules with ~69.4 kDa molecular weight and 0
volumetric magnetic susceptibility. According to the simulation results in 30 mM Gd**,
the significant change in the deviation height of a s-PMS occurred due to magnetic
nanoparticle attachment (Figure 4.3 a). For example, the deviation height of s-PMS
changed by 10.2% compared to the initial case (i.e., without magnetic nanoparticles) due
to the attachment of 10° magnetic nanoparticles. On the other hand, 1.23% and 0.0034%
changes were observed for 10° diamagnetic nanoparticles and 10> BSA molecules,
respectively. Hence, the magnetic nanoparticles can change s-PMS heights due to their
strong magnetic properties, and density changes on s-PMS have only a small influence
on the s-PMS heights. Simulations were also conducted to evaluate the deviation height

of s-PMS with 10° magnetic nanoparticles for different Gd** concentrations (Figure 4.3b).
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Figure 4.3. Simulation of assay sensitivity for binding of different particles onto
polystyrene microspheres. (a) Deviation heights of microspheres when
covered with b-BSA molecules, magnetic nanoparticles, and diamagnetic
nanoparticles at different numbers (n). The dashed line represents the top
surface of the bottom of the magnet. The simulation is performed for a 30
mM Gd*"-based paramagnetic medium. (c) Modeling of deviation heights
of microspheres in case of binding of magnetic nanoparticles for n = 0 and
n = 1000 with 10 mM, 30 mM, 60 mM, and 90 mM Gd**-based levitation
medium. (d) Modeling of deviation heights of microspheres and the
corresponding magnetic susceptibility in case of binding of magnetic
nanoparticles at different numbers. The dashed line represents the top
surface of the bottom of the magnet. The red shaded area is the range of
microcapillary bottom surface distances (450-550 um) from the centerline.
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According to the results, increasing Gd>* concentration decreases the deviation height
change of s-PMS upon magnetic nanoparticle attachment. In other words, the lower the
concentration of Gd** is, the higher the detection sensitivity is achieved. For example, the
deviation height change for 90 mM Gd** is increased only by 5.5%, whereas it is
increased by 6.1%, 10.2% and 30.4% for 60 mM, 30 mM and 10 mM Gd*", respectively,
due to the attachment of 10° magnetic nanoparticles (Figure 4.3 b). Even though 10 mM
Gd** concentration gives the highest sensitivity in terms of deviation height change, s-
PMSs come to the equilibrium at very close heights to the bottom of the capillary with a
channel height of 1000 pm, which prevents observing them in the channel. Lastly, the
change of a magnetic susceptibility and deviation height of s-PMS is simulated upon the
attachment of magnetic nanoparticles at different numbers in 30 mM Gd*" levitation
medium (Figure 4.3 c). Magnetic susceptibility values increase linearly with the number
of the attached magnetic nanoparticles whereas deviation height values increase sharply
with the magnetic nanoparticles. With 30 mM Gd*", up to ~4x107 (SI units), magnetic
susceptibility changes corresponding to ~4x10° magnetic nanoparticle binding on the s-
PMS can be observable in the capillary channel with a height of 1000 pm + 100 pm.

Next, the levitation profile of s-PMS spiked in 30 mM Gd*" with (i) no b-BSA,
(i1) 1.05 ng/mL b-BSA, and (ii1) 1.05 ng/mL b-BSA and s-MNP was experimentally
tested (Figure 4.4). Similar to the simulation results in Figure 4.3, the significant change
in the levitation of s-PMS occurs in the presence of s-MNP (Figure 4.4 b). Most of
proteins are diamagnetic and owe very small magnetic susceptibility (e.g., ) Bsa:
—0.826x107% (CGS units)(Luo et al., 2010) and e.g., % water: —0.719x107° (CGS units)
(Spees et al., 2001)). Hence, there was no significant change in the density and magnetic
susceptibility of s-PMS upon the binding of b-BSA, and consequently, the deviation
height of s-PMS was not altered. On the other hand, s-MNP attached to the s-PMS and b-
BSA complex changed the overall magnetic susceptibility (x,) of the complex and set a
new levitation height for s-PMS, which is closed to the bottom magnet. Later, the
magnetic susceptibility change due to the attachment of 1.05 ng/mL b-BSA was
calculated to be 2.7x107% (ST units) from Figure 4.4 ¢ by fitting the deviation height versus
magnetic susceptibility data shown in Figure 4.3.

In routine operations, superconducting quantum interference device (SQUID)
magnetometry (Cukauskas et al., 1974), vibrating sample magnetometer (VSM) (Foner,

1959), and nuclear magnetic resonance (NMR) (Frei and Bernstein, 1962) are widely used
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Figure 4.4. The sensitivity of the protein assay in the presence and absence of magnetic

nanoparticles for detection of 1.05 ng/mL b-BSA. (a) Bright-field and
fluorescent microscopy images of s-PMS after 30 min of levitation in the 30
mM Gd**-based paramagnetic medium. Micrographs correspond to the
reference (no b-BSA), s-PMS with 1.05 ng/mL b-BSA, and s-PMS with 1.05
ng/mL b-BSA and s-MNPs experiments, respectively. (b) Quantitative
deviation height analysis of microspheres shown in a. Data are presented as
mean deviation height £SD. Data are compared with each other using a one-
way ANOVA. **** represents P < 0.0001 and ns represents not significant.
(c) Magnetic susceptibility versus deviation height simulation for s-PMS.
The final magnetic susceptibility (xf) of s-PMS in the presence of 1.05
ng/mL b-BSA and s-MNPs can be determined from the distinct deviation
height (hpf) of s-PMS. Zoomed plot and linear fit to the data with a
coefficient of determination (R?) are shown in the figure.
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techniques for sensitive magnetic susceptibility measurements of materials. However,
they include a hard-to operate and expensive scheme that is not optimized for single-
particle measurements. To overcome these limitations, the magnetophoretic motion of
particles in a non-homogeneous magnetic field has been used for measuring volumetric
susceptibilities of both non-labeled cells (¥ HeLa tumor celis: —0.5136 x 10°% (CGS units))
(Kashevskii et al., 2006) and labeled cells (¥ yeast, liver and carcinoma cells: 13-20 x 107 (SI units))
(Russell et al., 1987). In this study, a magnetic levitation strategy to measure target
proteins captured on microspheres with a change in the magnetic susceptibility of
microspheres was used. The method can distinguish a volumetric magnetic susceptibility
of a single microsphere with a resolution of 4.2 x107® (SI units) per 1 um deviation height

change in a 30 mM Gd** based paramagnetic liquid (Figure 4.4 c).

4.4.3. Levitation Profile of s-PMS in Paramagnetic Medium

The sensitivity of magnetic levitation-based measurement can be adjusted by
changing paramagnetic agent concentration as shown in the simulations (Figure 4.3).
Different Gd** concentrations (i.e., 10, 30, 60 and 90 mM) were tested to levitate s-PMS
with a diameter of 6 um suspended in PBS buffer with 1% (v/v) of Tween 20 surfactant
during 30 min (Figure 4.5). As expected from simulation results (Figure 4.3 c), s-PMS
reached the bottom of the capillary channel (hp= 500 £ 50 pm) for 10 mM Gd**, which
was not capable to levitate s-PMS in the channel and could not be used for protein
detection experiments.

Moreover, increasing the amount of Gd** resulted in levitating s-PMS at higher
positions closed to the centerline plane, which was the middle plane between magnets.
Microspheres reached their equilibrium levitation heights faster for higher Gd**
concentrations (Figure 4.5 b). For instance, deviation height values of s-PMS were
remained constant after 25 min for 10 mM Gd**, whereas this equilibrium was reached
only after 10 min for 60 mM of Gd**. For protein detection experiments in different Gd**
concentrations, the levitation could be conducted for 30 min to ensure a steady-state

deviation height profile.
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Figure 4.5. Levitation of s-PMS with s-MNP under different Gd** concentrations without
b-BSA. (a) Micrographs of s-PMS, after 30 min levitation with 10, 30, 60,
and 90 mM of Gd*". The yellow line represents the centerline plane. (b)
Deviation height analysis of microspheres. Data are shown as the mean of
three replicates with error bars (+SD). Data for each Gd** concentration are
compared with the final levitation value (i.e., the deviation profile after 30
min of levitation) at that concentration value using a one-way ANOVA. ****
*#% and * represent P <0.0001, P <0.001, and P < 0.05, respectively.

4.4.4. Levitation of s-PMS in the Presence of b-BSA Spiked in PBS

Detection of b-BSA with the presented assay method was conducted in 30 mM,
60 mM, and 90 mM Gd**. The average deviation heights of s-PMS for various b-BSA
concentrations are shown in Figure 4.6. Limit of detection (LOD) signal was calculated
as adding three standard deviations to the mean of the reference signal (0 g/mL b-BSA)
(Shrivastava and Gupta, 2011). Experimental results were fitted into a linear curve since
the linear fitting of experimental data provided a sufficient coefficient of determination

(R?=0.92) compared to sigmoid and exponential fits presented in Figure 4.7. Since the
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Figure 4.6. Levitation of s-PMS in b-BSA-spiked PBS samples. Deviation heights with
(a) 30 mM, (b) 60 mM, and (c) 90 mM Gd**-based paramagnetic medium are
presented. Data are shown as mean of three replicates with error bars (£SD).
Linear fits to the data with coefficient of determination (R?) are shown as
solid lines.

linear regression is commonly preferred in bead-based assays and detection platforms
(Gaster et al., 2009; Rissin et al., 2010; Tekin et al., 2013), linear fits for the estimation
of detectable protein concentrations were preferred to use. Lowest detected protein
concentration values were calculated as the intersection of these linear curves and the

LOD signal. For a protein concentration above and near the LOD line of 30 mM Gd**
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Figure 4.7. The fitting of the experimental data for PBS-30 mM Gd** experiments. (a) A
sigmoidal and (b) an exponential fit. LOD signals were calculated by adding
3 % SD of the reference signal (0 g/mL) to the mean of the reference signal.
(c) A tested b-BSA concentration above and near the LOD line in PBS for
30 mM Gd*" was also compared to the reference with an unpaired t-test with
Welch’s correction. Statistical significance (*) was determined as p<0.05.

(i.e., 158 pg/mL), the deviation height was also statistically different (p <0.05) compared
to the reference (Figure 4.7 c). LOD values of > 0.1 ng/mL were obtained in 30 mM and
60 mM Gd** solutions for b-BSA whereas a > 1 ng/mL LOD value was reached in 90
mM of Gd** solutions. As shown in simulations (Figure 4.3), experimental results also
revealed that the detection the sensitivity of the assay was improved with the decrease in
Gd** concentration. The LOD value in PBS experiments using 30 mM Gd** (i.e., 0.12
ng/mL, ~2 pM) requires ~1.0x10* b-BSA available molecules per microspheres in the
solution. This corresponds to a 1x107% increase in the average magnetic susceptibility of
the microspheres (Figure 4.4 ¢), which is due to the attachment of more than 1.2x10° s-
MNPs (Figure 4.3 c) per microspheres. Since microspheres started to reach the boundary
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of the capillary channel for 1 ug/mL b-BSA at 30 mM Gd**, deviation height values of
microspheres would be saturated beyond this concentration. The points including the

reference condition (no b-BSA) are also presented in Figure 4.8.
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Figure 4.8. Data with zero concentration for PBS samples using different b-BSA
concentrations with (a) 30 mM Gd*", (b) 60 mM Gd*" and (c) 90 mM Gd*".

4.4.5. Levitation of s-PMS in the Presence of b-BSA Spiked in FBS

Direct examination of biological molecules in the blood serum of a patient is of
great importance in diagnostic assay development strategies. In this regard, s-PMS and s-

MNP were suspended in FBS without b-BSA and used as a reference test first. However,
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all s-PMSs were collected at the bottom of the capillary probably due to the non-specific
adsorption of serum proteins and s-MNP onto the s-PMSs, and causing microspheres to
settle down to the bottom of the channel (Figure 4.9). To eliminate non-specific
adsorption of proteins, Tween 20 and Pluronic F-127 as non-ionic surfactants were used
(Boxshall et al., 2006). PBS with 1% (v/v) of Tween 20 solution (PBST) and PBS with
1% (w/v) of Pluronic F-127 (PBSP) were used to dilute the FBS sample. For 1:1 (v/v)
dilution of sample solution with PBST (1%) buffer, still no microsphere was observed in
the glass microcapillary during the levitation which was probably due to the continuing

effect of non-specific bindings. Later, the dilution ratio was increased to 1:10 (v/v) and

Bright-field

Fluorescent

Figure 4.9. The bright-field and fluorescent micrographs of the microcapillary channel
for the reference of serum experiments. (a) without diluting the sample, (b)
with diluting the sample 1:1 with PBST buffer (PBS containing 1% Tween
20 (v/v)), (c) with diluting the sample 1:10 with PBST buffer, and (d) with
diluting the sample 1:1 with PBSP buffer (PBS containing 1% Pluronic F-127
(w/v)). The sample contained dialyzed FBS without b-BSA. Experiments
were conducted with a 30 mM Gd**-based levitation medium. Yellow line:
centerline of the magnets
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microspheres could be levitated in the glass capillary. In the case of PBSP (1%), a 1:1
(v/v) ratio sample dilution worked for microspheres. Then, the detection capacity of the
magnetic levitation-based assay in the serum sample composed of FBS spiked with b-
BSA was tested. For b-BSA spiked FBS tests, the sample was diluted with either 1:10
(v/v) using PBST or 1:1 (v/v) using PBSP. Experiments conducted with the 30 mM Gd**-
based levitation medium revealed that deviation heights of s-PMS were increasing with
b-BSA concentration and a LOD value of >1 ng/mL was obtained for b-BSA in FBS
using both PBST and PBSP dilutions (Figure 4.10 a, b). However, s-PMSs were less
dispersed in the capillary channel with PBSP dilution than in that with PBST dilution for
the reference test (Figure 4.9). The distribution profile of s-PMS was also increasing with

b-BSA concentrations in FBS diluted with PBSP.
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Figure 4.10. Levitation of s-PMS in b-BSA-spiked FBS samples under 30 mM Gd**-
based levitation medium. The FBS samples were diluted using either (a)
PBST or (b) PBSP, respectively.

Distribution profile of s-PMS for different b-BSA was also analyzed since not all
microspheres would end up with the attachment of the same number of magnetic
nanoparticles due to the differences in their binding capacities. CV (%) statistically
includes the relative dispersion of data points around the mean value. Because of that,
CV (%) was incorporated into the analysis as an indicator of s-PMS distribution within
the channel.

CV values of reference tests with 0 g/mL b-BSA were not statistically different

even from high b-BSA concentration (i.e., 30 ng/mL) since there could be non-specific
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bindings on s-PMS surfaces in serum samples (Figure 4.11). In order to eliminate s-PMS
distribution due to non-specific bindings, outlier s-PMSs were statistically determined
and removed using the ROUT Method (Motulsky and Brown, 2006). For different
maximum desired false discovery rate (Q) values (i.e. 0.5-5 %), CV values were
calculated (Figure 4.12). Experimental data before and after removing identifiers with
Q=1 for serum samples of b-BSA are also presented (Figure 4.13 a-d). With this method,
CV values of reference tests became statistically different for various b-BSA
concentrations. Furthermore, increasing Q value (Q>0.5%) did not affect CV values of
reference tests (Figure 4.13 e, f). Since choosing Q more than 1 increases the risk of
getting falsely identified outliers (Motulsky and Brown, 2006), CV analyses were made
with removing outliers under the ROUT method with Q=1% value.
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Figure 4.11. Distribution analysis of FBS samples with respect to b-BSA concentration
diluted with (a) PBST and (b) PBSP. Data are presented as mean of three
replicates with error bars (=SD). Dashed lines represent LOD signal (LOD
is calculated as mean CV (%) of reference plus three times of +SD). CV
values of reference tests for PBST and PBSP were 25.2+7.0and 17.7 £ 1.5,
respectively. 30 ng/mL data of both buffers were compared with reference
using a t-test with Welch’s correction and no significance was observed.

s-PMS with b-BSA showed a more distributed deviation height profile within the
microcapillary channel compared to the s-PMS without b-BSA (Figure 4.13). However,

the average deviation height-based analysis does not include this distribution.
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Figure 4.12. CV (%) of serum samples under different Q values. The samples are diluted
with (a, c, e, g) PBST and (b, d, f, h) PBSP after outliers were removed with
ROUT analysis under Q=0.5, 1, 2, and 5 %. Data are presented as the mean
of three replicates with error bars (£SD). Dashed lines represent LOD (LOD
is calculated as mean CV (%) of reference plus three times of £SD).
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Figure 4.13. The deviation of each microsphere in FBS samples with respect to b-BSA
concentration, (a) with diluting the sample 1:10 (v/v) with PBST buffer
(PBS containing 1% Tween 20 (v/v)) (b) with diluting the sample 1:1 (v/v)
with PBSP buffer (PBS containing 1% Pluronic (w/v)), (¢) with diluting the
sample 1:10 (v/v) with PBST buffer and eliminating the outliers under
ROUT method (Q=1), (d) with diluting the sample 1:1 (v/v) with PBSP
buffer and eliminating the outliers under ROUT method (Q=1). Distribution
analysis of reference tests (i.e., 0 g/mL b-BSA) in serum samples diluted
with (e) PBST and (f) PBSP before and after removing outliers with ROUT
for different Q values. Data are presented as the mean of three replicates
with error bars (+SD). Data were compared to the raw data of 0 ng/mL b-
BSA using a one-way ANOVA for both PBST and PBSP. ** and ****
represent P <0.01 and P < 0.0001, respectively (n=3).



Due the distributed profile of s-PMS, the change in CV (%) was greater than the

change in average deviation height in the presence of b-BSA (Figure 4.14). As shown in

Figure 4.15, there was a high distribution in the s-PMS profile for reference tests (CV =

14%) using PBST dilution. On the other hand, for the dilution with Pluronic, s-PMSs in

reference tests were not widely distributed (CV = 7%). Hence, in the assay protocol,

Pluronic in dilution buffer could eliminate better non-specific bindings on s-PMS surfaces

than Tween. CV analysis revealed that detectable b-BSA concentrations could be slightly

improved only for the experiments conducted with Pluronic. This approach reduced the

LOD down to ~715 pg/mL levels for b-BSA in FBS samples diluted 1:1 (v/v) with

Pluronic. However, it should be noted that CV (%) of s-PMS is influenced by the number

of analyzed particles. Therefore, s-PMS number in the channel should be kept constant

in all experiments.
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Figure 4.14. Levitation profile of s-PMS in the absence and presence of b-BSA in serum
samples diluted with PBSP under 30 mM Gd*" concentration. Micrographs
of s-PMS (a) without b-BSA and (b) with b-BSA (3 ng/mL). Distribution
analysis of s-PMS (c¢) without b-BSA and (d) with b-BSA. In the presence
of b-BSA, CV was increased 1.7-fold and, on the other hand, the average
deviation height was increased 1.1-fold compared to no b-BSA case.
Experimental data in ¢ and d were presented as blue, red, green colors for
three replicates with statistically removed outliers (Q=1%).
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Figure 4.15. CV (%) analyses of the deviation height profiles with respect to b-BSA
concentration. The dilution of FBS sample with (a) PBST and (b) PBSP,
respectively. Data are shown as mean +SD. Linear fits to the data with
coefficient of determination (R?) are shown as solid lines.

Then, 10-fold diluted s-PMS was used in order to improve the detection sensitivity

in serum by increasing the number of target proteins per microsphere. Hence, much more

b-BSA molecules and s-MNP labels would be concentrated on s-PMS for the same b-

BSA concentration levels used in previous experiments. CV analysis (Figure 4.16) was

conducted for the data after

removing outliers with 1% Q value for different b-BSA

concentrations in FBS sample diluted 1:1 (v/v) with PBSP. Experiments revealed that the
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Figure 4.16. CV (%) analysis of the deviation height profiles of diluted s-PMS for

different conce

ntrations of b-BSA-spiked FBS sample prepared in PBSP.

Data collected using the 30 mM Gd**-based levitation medium are shown
as the mean of three replicates with error bars (=SD). A linear fit to the data
with a coefficient of determination (R?) is shown as a solid line.
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LOD reached down to ~110 fg/mL levels for b-BSA in the serum sample. However, the
standard deviation increased between the repeats because of the low number of
microspheres. CV and deviation analysis for serum experiments with zero concentrations

are presented in Figure 4.17.

4.4.6. Detection of Immunoglobulin G as a Biomarker

4.4.6.1. Optimization of the Dilution Buffer

Buffer 1 (PBSP) resulted in microsphere aggregation for the negative test in PBS
containing 0 g/mL mouse IgG. Most of the microspheres were attracted at the bottom of
the capillary channel during the levitation procedure. This indicated non-specific binding
on microspheres. In Buffer 2 (PBSP-BSA), BSA molecules were added into the Buffer 1
at 1% (w/v) to block the surfaces and eliminate non-specific binding. By using this buffer,
functionalized microspheres could be levitated with a CV (%) of 6.7 £0.4 in PBS
containing 0 g/mL mouse IgG. Therefore, Buffer 2 was decided to be used in the further

experiments.

4.4.6.2. Optimization of the Magnetic Nanoparticle Concentration

1 uL magnetic nanoparticle concentration did not create a significant change in
the deviation height of microspheres compared to reference for the PBS sample.
Increasing magnetic nanoparticle concentration from 1 pL to 3 pL increased the deviation
height difference between the reference and 1 pg/mL IgG (Figure 4.18). For the FBS

sample, 3uL still gave the significant change in the deviation heights.
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Figure 4.17. Data of FBS samples with zero concentration for different b-BSA
concentrations using 30 mM Gd**. Deviation height and CV (%) analyses
for the samples diluted with (a, ¢) PBST and (b, d) PBSP, respectively. (e)
CV (%) analysis for 1:10 diluted s-PMS with sample diluted in PSBP
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b-BSA Average Average Average Average +SD
(ng/mL) height in height in height in heightinall | (um)
Test1 (pm) | Test2(um) | Test3 (um) tests (um)

0 2439 2443 2255 2379 88
1.05 278.4 294.5 285.0 286.0 6.6
3.2 264.5 259.1 268.7 264.1 3.9

10 315.9 302.1 332.4 316.8 12.4

b-BSA Average Average Average Average +SD
(ng/mL) height in height in height in heightin all | (pm)
Test1(um) | Test 2 (um) Test 3 (um) tests (um)

0 208.7 203.2 203.6 205.2 25

1 186.2 194.7 194.6 191.8 4.0

3 221.2 227.5 237.7 228.8 6.8

10 260.3 270.9 289.3 273.5 12.0

b-BSA Average Average Average Average +SD
(ng/mL) height in height in height in heightin all | (pm)
Test 1 (um) Test 2 (um) Test 3 (um) tests (um)

0 12.9 14.3 14.0 13.7 0.6
1.05 12.4 121 13.0 12.5 0.4
3.2 14.5 15.2 15.0 14.9 0.3

10 17.29 16.86 16 16.7 0.5

b-BSA Average Average Average Average 5D
(ng/mL) height in height in height in heightin all | (pm)
Test1(pm) | Test2 (um) | Test3 (pm) tests (um)
0 7.5 6.1 6.7 6.8 0.6
1 8.4 9.4 9.2 9.0 0.4
9.9 12.0 12.9 11.6 1.2

10 17.3 16.3 141 15.9 1.3

b-BSA Average Average Average Average +SD
(ng/mL) height in height in height in height in all (pm)
Test 1 (um) Test 2 (um) Test 3 (um) tests (pm)

0 9.7 8.1 11.0 9.6 1.2
0.0001 18.3 11.2 10.8 134 3.4
0.001 17.1 225 10.8 16.8 4.8

0.01 19.6 15.7 9.1 14.8 4.3

0.1 18.7 10.9 28.0 19.2 7.0
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Figure 4.18. Optimization of the anti-mouse IgG magnetic nanoparticles for detection
experiments in PBS and FBS. * and *** represent P < 0.05 and P < 0.001,
respectively.

4.4.6.3. Measurement of IgG Concentration in Pure and Complex

Media

Lastly, a sandwich immunoassay was applied to the polymer microspheres for
the detection of a serological biomarker. IgG was chosen as the target biomarker to
validate the method since IgG levels in the blood are indicators of neutralization of toxins
and pathogens (Diem et al., 2019), and autoimmune diseases (Haroun and M El-Sayed,
2007). The normal concentrations of total IgG in human blood ranges between 8-16
mg/mL (Linder et al., 2002) and discrepancies in total IgG levels in blood relates to
serious health problems. For instance, in hypogammaglobulinemia the IgG levels are
significantly reduced (Pimenta et al., 2019). On the other hand, elevated levels of IgG
may be the signatures of cancer (Qiu et al., 2003) or long-term infections such as HIV
(McGowan et al., 2006). Moreover, antigen-specific IgG tests possess very critical role
for the conformation of viral infections such as severe acute respiratory syndrome
coronavirus 2 (SARS-CoV-2), in which specific IgG concentration peaks at 16.47 ng/mL
after the onset of the illness and stays at 11.4 pg/mL until 31-41 days (Ma et al., 2020).
In this context, microspheres and magnetic nanoparticles covered with biotinylated anti-
mouse IgG antibodies were used to detect mouse IgG spiked in buffer and serum by

monitoring deviation heights of anti-mouse IgG microspheres (Figure 4.19). In PBS,
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LOD value was determined as 1.5 ng/mL (~ 10 pM) (Figure 4.19 a) whereas in FBS, a
higher concentration (> 10 ng/mL) was detectable with CV analysis (Figure 4.19 b).
LODs calculated with deviation height analysis were 1.8 ng/mL (~ 12 pM) for PBS and
31 ng/mL (~ 210 pM) for FBS (Figure 4.19 c, d). The results revealed that LOD values
increased for IgG compared to that of b-BSA. This could be since the b-BSA used in this
study contains multiple binding sites (i.e., 8-16 mol biotin per mol BSA) for binding onto
the s-PMS and s-MNP. Moreover, the streptavidin-biotin interaction has a 103-10° times
higher affinity than an antibody-antigen formation and is not easily disturbed by assay
manipulations such as washing steps (Diamandis and Christopoulos, 1991). In addition,
the increases in LOD when compared to b-BSA could be due to the lowered number of

available target binding sites on particles since not all streptavidin molecules on their
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Figure 4.19. Deviation analyses of the anti-mouse IgG microspheres for different
concentrations of mouse IgG. IgG was spiked in (a,c) PBS and (b,d) FBS
and analyzed in terms of CV and deviation height of microspheres. Data
collected using a 30 mM Gd**-based levitation medium are shown as the
mean of three replicates with error bars (=SD). A linear fit to the data with
a coefficient of determination (R?) is shown as a solid line.
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surface would be functionalized with the well-oriented biotinylated antibody. This can be
eliminated by immobilizing capture antibody covalently onto the pre-activated solid
phase, instead of using the streptavidin-biotin system. It is a complex method but may

improve antibody density on the surface (Welch et al., 2017).

4.4.7. Comparison with Other Magnetic Levitation-Based Protein
Detection Methods

Magnetic levitation technology has been exploited to detect different proteins.
Target proteins, sample volume, detection limit, assay time, and detection principle of
those studies are presented in Table 4.1. So far, the detection efforts have been based on
the density change of microparticles upon binding of target molecules. This study is novel
in that it has proved the applicability of magnetic susceptibility-based protein detection
under magnetic levitation offering notable protein detection levels of ~ 110 fg/mL (~ 1.6
fM) in serum samples and improved the detection sensitivity of magnetic levitation
technology. Since biological samples mostly have weak magnetic signals (Tao et al.,
2020), the measurement based on magnetic susceptibility change can also be used to
detect many other clinically important biomolecules.

Compared to the detection limits (>100 pg/mL) and assay time (>360 min) of
conventional ELISA (Rissin et al., 2010), the magnetic susceptibility-based protein assay
provided low detection limits for a biotinylated target protein with reasonable analysis
time (~80 min). The protein analysis with the presented strategy was conducted directly
on a simple brightfield microscope with a more straightforward method that does not
require complex instrumentation, numerous washing, and incubation steps, unlike
conventional ELISA. Moreover, magnetic nanoparticles could be adopted in
ultrasensitive and automated on-chip protein analysis platforms (Cornaglia et al., 2014;
Tekin et al., 2013). For a remote and portable protein analysis, this assay could be adopted
to low-cost and portable imaging systems such as cellular phones (Andersen et al., 2017),
lensless holographic microscopy systems (Delikoyun et al., 2019a; Sobieranski et al.,
2015), and self-contained and handheld magnetic levitation devices (Yenilmez et al.,
2016a; Yenilmez et al., 2016b). In addition, integration of the assay into flow-assisted

magnetic levitation devices (Amin et al., 2016) could enable analyzing higher sample
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Table 4.1. Summary of the magnetic levitation-based protein detection strategies

Sample Working
Target Molecule Sample Assay time LOD Ref.
Volume Principle
Incubation (40
Not min) + _ (Andersen et al.,
IL-6 PBS o 10 pg/mL Density change
reported Levitation (Not 2017)
Reported)
Neomycin Milk 25 ulL 250 ppb
h Density change | (Subramaniam et al.,
Syphilis and hepatitis C < Qualitative
o Serum 100 puL 2015)
antibodies (+/- response)
Bovine carbonic _ (Shapiro et al.,
PBS/Blood 20 puL 3-24 h 300-600 nM Density change
anhydrase (BCA) 2012a)
Anti-T. cruzi antibodies Blood <30 pL ~55 min 5 pg/mL Density change | (Castro et al., 2018)
Biotinylated bovine serum Incubation (~50 | 110 fg/mL (1.6 M)
FBS Magnetic
albumin min) +
200 pL o susceptibility This Study
Levitation (30 | 1.5 ng/mL (10 pM)
Mouse immunoglobulin G PBS/FBS min) (in PBS)/ change
9 ng/mL (in FBS)




sizes and hence, increasing the sensitivity of protein detection.

The proposed detection method uses centrifugation to eliminate sample matrices.
Hence, the analysis is independent of the variabilities coming from the real sample
composition, such as viscosity and density. Even if there are some residues of detected
molecules left in the paramagnetic medium with a density of 1.016 g/mL, their effect on
the medium density is very low since low concentration of molecules (< 1 ug/mL) were
used in our study. Moreover, if the sample medium (i.e., FBS with a density of 1.025
g/mL (Durmus et al., 2015)) remains in the paramagnetic medium, its effect should also
be observed in the reference tests (i.e., without the target molecule). In addition, the
aggregation of the microspheres does not alter the net levitation height of microspheres
since the levitation height is independent from the volume of the microspheres (Figure
4.2). It is also known that the magnetic levitation profile was not significantly affected by
mild temperature changes (28-36°C) (Anil-Inevi et al., 2018). Considering all, the method
shown here could provide consistent readouts in the field. For more sensitive protein
detection, MNPs labels with higher susceptibility can be easily adapted in the presented
method so that microspheres can deviate more under the same magnetic field and create
a significant levitation height change in the presence of ultra-low protein concentrations.
By changing the surface properties of the particles, the unspecific adsorption can be
reduced in complex media such as blood plasma, and the sensitivity of the assay can be

further increased (Lichtenberg et al., 2019).

4.5. Other studies for Characterization of the Assay

4.5.1. The effect of Medium Density on Levitation of Microspheres

According to the simulation results (Figure 4.3 b), the highest deviation height
with respect to magnetic nanoparticle attachment to polymer microspheres was achieved
when the lowest Gd*>" concentration (i.e., 10 mM) was used. However, results of the
previous experiments with 10 mM Gd** -based medium revealed that microspheres could

only be levitated near the boundaries of the capillary channel making it impossible for
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imaging their deviation in case of protein presence. On the other hand, according to the
simulations made in Chapter 3; Section 3.3.2, increasing density of the solution, and
therefore, the volumetric density difference between the beads and the paramagnetic
medium (Ap) increases the levitation height of the beads. Therefore, increasing density
could offer the high sensitivity obtained by the low Gd** concentration. Using this
information, four different density levitation media (i.e., 1.02, 1.03, 1.04, and 1.06 g/mL)
were prepared using a density-gradient medium Ficoll 400 (Sigma-Aldrich) and tested
with 10 mM Gd** (Figure 4.20) to be able to levitate beads with a higher resolution.
According to Figure 4.20, the reference beads (without protein) had the lowest
distribution profile when the microspheres were dissolved in 1.02 g/mL density used
compared to 1.04 and 1.06 g/mL. Besides increasing medium density increased the time
necessary for the microspheres to equilibrate, such as a few hours. Therefore, 1.02 g/mL

was chosen for further protein tests.

4.5.2. The effect of Medium on Protein Detection

For 1.02 g/mL experiments, three biotinylated BSA concentrations, i.e., I pg/mL,
100 pg/mL and 100 pg/mL, were tested (Figure 4.21). A small proportion of beads for 1
pg/mL b-BSA experiments were at the bottom of the capillary channel. For 10 and 100
pg/mL experiments, beads were at the bottom of the capillary channel with a higher
proportion. Since the capillary channel position is variable between the experiments, this
could affect the number of microspheres that could be counted in the microcapillary for
each experiment. Nevertheless, deviation height analyses were made with countable
microspheres.

According to the results, 10 pg/mL had the highest deviation height change
compared to the reference (Figure 4.20 b), whereas 100 pg/mL had the highest
microsphere distribution (Figure 4.20 c¢). Since some of the microspheres were at the
bottom of the capillary in the case of 100 pg/mL protein concentration, the error between

the experiments was increased for CV analysis.
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Figure 4.20. Levitation of polymer microspheres without biotinylated BSA under 10 mM
Gd**-based paramagnetic medium with different medium densities. (a) The
micrographs of final equilibrium images of i. 1.02, 1i. 1.03, iii. 1.04 and iv.
1.06 g/mL under 5x magnification. Scale bar: 200 um. (b) CV (%) analysis
of microspheres at different density media, (¢) Levitation height analysis of
different density media with respect to time. The data for only 1.02 and 1.03
g/mL medium density are presented as means = SD of triplicates (N=3). For
1.04 and 1.06, the experiments were conducted once (N=1). 0 in -y axis
represents the middle of the capillary.

81



control 1 pg/mL b-BSA 10 pg/mL b-BSA 100 pg/mL b-BSA

a ﬁ_r—l

kp_ew—“r,,‘\-lm-ﬂ# 3,«- ;.-‘5\-.,-‘_‘..,‘_

. e — =

b c
600+
-
:5) 400+
[]
=
C
2 200
)
>
()]
©
0
v
Q&(Q
N
biotinylated BSA concentration biotinylated BSA concentration

Figure 4.21. Levitation of polymer microspheres with biotinylated BSA under
paramagnetic medium with 10 mM Gd*" and 1.02 g/mL density. (a)
Micrographs of the capillary channel after 120 min of levitation with 10
mM Gd** under 5x magnification. Scale bar represents 200 um. (b) CV
(%) analysis of microspheres at different density media.

4.5.3. Characterization of the Assay for Troponin I Detection

Cardiac troponins have revolutionized the management of patients with suspected
acute myocardial infarction (AMI) due to their specificity and sensitivity to myocardial
(muscular tissue of the heart) cell damage (Negahdary et al., 2016). Therefore, in this
study, it was also aimed to develop sandwich immunoassay formats for recombinant

human cardiac troponin I detection.
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4.5.3.1. Biofunctionalization of Polymer Microspheres and Magnetic

Nanoparticles for Troponin I Detection

For biofunctionalization experiments regarding Troponin I detection, streptavidin
microspheres and magnetic nanoparticles were modified using recombinant biotinylated
Protein G (Pierce™ 29988), biotin, and anti-cardiac Troponin I antibodies (Abcam
ab47003). Biofunctionalization was conducted in PBSP-BSA buffer. Since each protocol
differs in its incubation steps, the amounts of components are given as a separate list in
Table 4.2 per uL of beads. Different protocols listed in Table 4.3 and 4.4 were tested for
the detection of recombinant human cardiac Troponin I proteins (Abcam ab207624)

spiked in PBS.

4.5.3.2. Sandwich Immunoassay Formats for Troponin I Detection

For the protocols 1-4, the streptavidin polymer microspheres and magnetic
nanoparticles were biofunctionalized through the same reaction steps stated in Table 4.3.
In this regard, the sandwich immunoassay after the collection of beads at the end of the

listed protocols 1-4 was conducted as follows:

Table 4.2. The amount of components used for per pL. of beads

Streptavidin microsphere (1 pL)

Biotinylated Protein G (1 mg/mL) 0.5 uL
Biotin (1 mg/mL) 1 uL
Anti-cardiac Troponin I (0.9
mg/mL) 0.6 uL
Streptavidin magnetic nanoparticle (1
uL)
Biotinylated Protein G (1 mg/mL) 0.042 uL
Biotin (1 mg/mL) 0.084 uL
Anti-cardiac Troponin I (0.9
mg/mL) 0.05 uL
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Table 4.3. The protocols (1-4) tested for modification of streptavidin microspheres and
magnetic nanoparticles for cardiac Troponin I detection

Step* Time
— L. Biotinylated protein G incubation 30 min
g‘ II.  Biotin incubation 30 min
e III.  Anti-cardiac Troponin I antibody incubation 30 min
A IV. Washing with centrifugation S min x 2
~ I.  Biotinylated protein G incubation 30 min
§ II. Anti-cardiac Troponin I antibody incubation overnight
g III.  Biotin incubation 30 min
a IV. Washing with centrifugation Sminx2
L. Biotinylated protein G incubation 30 min
% II.  Biotin incubation 30 min
§ II. Washing with centrifugation 5 minx 2
E IV. Anti-cardiac Troponin I antibody incubation overnight
V.  Washing with centrifugation S min x 2
L Biotinylated protein G incubation overnight
; II.  Biotin incubation 30 min
§ II. Washing with centrifugation 5 min x 2
E IV. Anti-cardiac Troponin I antibody incubation overnight
V. Washing with centrifugation S min x 2

*Biofunctionalization steps are the same for microspheres and magnetic
nanoparticles

1. Biofunctionalized streptavidin microspheres (anti-troponin I microspheres) were
added to the PBSP-BSA buffer at a concentration of 10° particles per mL.

2. The sample solutions (200uL) in PBS were diluted 1:1 (v/v) using the PBSP-BSA
buffer and added into the microsphere solution.

3. The solution is mixed for 30 min at room temperature.

4. The solution is centrifugated and resuspended in 200 pL of PBSP-BSA.

5. 1 pL of biofunctionalized streptavidin magnetic nanoparticles (anti-troponin I

magnetic nanoparticles) was added to the sample solution and incubated for 15
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min. Later, the solution is mixed with a 1M Gadolinium solution having a volume

of 1.2 pL to achieve 30 mM Gd** in the final loading solution of 40 uL.

Table 4.4. The protocols (5-6) tested for modification of streptavidin microspheres and
magnetic nanoparticles for cardiac Troponin I detection

Step Time
Polymer Microspheres
L. Biotinylated protein G incubation 30 min
II.  Biotin incubation 30 min
% III.  Anti-cardiac Troponin I antibody incubation 30 min
§ IV. Washing with centrifugation Sminx2
E Magnetic Nanoparticles
L. Biotinylated protein G incubation 30 min
II.  Biotin incubation 30 min
III. Washing with centrifugation Sminx2
Polymer Microspheres
L. Biotinylated protein G incubation 30 min
; II.  Biotin incubation 30 min
§ III.  Anti-cardiac Troponin I antibody incubation 30 min
E IV. Washing with centrifugation S min x 2

Magnetic Nanoparticles
Stock solution

On the other hand, for the protocols 5-6 listed in Table 4.4, the
biofunctionalization of magnetic nanoparticles differs. For Protocol 5, the 1-2-3 steps

were the same as Protocols 1-4. The remaining steps were applied as follows:

4. Free anti-cardiac antibodies were added into the sample solution to attach
captured Troponin I molecules onto the microspheres, according to the
concentrations given in Table 4.2. Then, the solution is mixed for 30 min.

5. The solution is centrifugated and resuspended in 200 uL of PBSP-BSA.

6. 1 uL of protein G functionalized magnetic nanoparticles was added to the sample
solution to label added anti-troponin I molecules through protein G-antibody

(IgG) interaction. The resulting solution is incubated for 15 min.
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7. The solution is mixed with a 1M Gadolinium solution with a volume of 1.2 pL to

obtain 30 mM Gd*" in the final loading solution of 40 L.

In the case of Protocol 6 (Table 4.4), the stock magnetic nanoparticle solution was
used without any modification for functionalization. In this context, 1-4 of the assay steps

for Protocol 5 was continued with the following steps as follows:

5. Free biotinylated protein G molecules were added into the sample solution to
attach captured Troponin I molecules onto the microspheres, according to the
concentrations given in Table 4.2. Then, the solution is mixed for 30 min.

6. The solution is centrifugated and resuspended in 200 pL. of PBSP-BSA.

7. 1 puL of the streptavidin magnetic nanoparticles from the stock solution was added
to the sample solution to label added biotinylated protein G molecules through
streptavidin-biotin interaction. The resulting solution is incubated for 15 min.

8. The solution is mixed with a 1M Gadolinium solution (1.2 pL) to achieve 30 mM
Gd*" in the final loading solution of 40 pL.

The protocols in Table 4.3, and 4.4 were tested for 100 ng/mL Troponin I
concentration (corresponds to 4.2 nM) and the results are presented in Figures 4.19 and
4.20, respectively. The detection was achieved in terms of deviation height when Protocol
2 (Figure 4.22), which included the overnight incubation of anti-troponin I molecules,
was used. In the case of the Protocols where the functionalization of magnetic
nanoparticles differs, 100 ng/mL Troponin I could be detected (Figure 4.23) using
Protocol 6 in which the magnetic nanoparticles are used from the stock solution.

Even though the definition of normal for plasma levels of cardiac troponins is still
controversial, Venge et al. reported the range of cardiac Troponin I molecules measured
in healthy subjects as 1.1-7.9 pg/mL (Venge et al., 2009) and elevations above 0.01 ng/mL
levels have been considered as troponin I positive test (Dokainish et al., 2005). In this
work, the measured signal levels for Troponin I molecules was low for a 100 ng/mL (~4.2

nM) concentration when compared to the assays conducted with b-BSA and IgG in this
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Figure 4.22. The deviation height and CV (outliers eliminated) analyses of different
protocols tested (1-4) for Troponin I detection. Protocol 1, 2, 3 and 4 are
represented in (a, b), (c, d), (e, f), and (g, h), respectively. Dashed lines
represent the LOD signal. Data are presented as mean + SD.
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protocols tested (5-6) for Troponin I detection. Protocol 5 and 6 are
presented in (a, b) and (c, d), respectively. Dashed lines represent the LOD
signal. Data are presented as mean + SD.

chapter. To increase this signal level and to meet the cut-off levels reported in the
literature (Table 2.3), the troponin assay needs significant improvements. In this work,
Troponin I detection includes the use of protein G, which is known to bind many
immunoglobulin antibodies for immobilization onto solid surfaces (Nistor and Emnéus,
2005). This sandwich immunoassay format relies on using biotinylated protein G as a
bridge to attach antibody molecules onto the streptavidin-coated beads increased
biofunctionalization steps compared to the direct use of a biotinylated antibody. This may
be the reason for decreased binding efficiency and higher LOD in Troponin I when
compared to the mouse IgG experiments. For further sensitivity, the attachment of the
anti-troponin I antibodies onto the beads could be optimized with other antibody
bioconjugation methods to enhance the capture efficiency of the microspheres (Kausaite-

Minkstimiene et al., 2010).
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4.6. Conclusions

In this study, a new method of using diamagnetic microspheres as mobile assays
substrates to catch the target protein and magnetic nanoparticles as labels to increase the
magnetic susceptibility of protein-conjugated microspheres was developed. The increase
in the magnetic susceptibility results in a significant deviation of microsphere—protein
conjugates from the centerline of the two magnets compared to microspheres containing
no protein. While other magnetic levitation-based protein detection methods focus on
density change of particles due to binding of the target analytes, here, a method that
utilizes minute magnetic-susceptibility changes upon labeling the target with magnetic
nanoparticles was proposed. Hence, apart from protein detection, the method developed
here could be used to estimate the magnetic susceptibility changes of particles with a
resolution of 4.2 x1078, The results also revealed that the sensitivity of the method could
be improved using a high-density medium (e.g., Ficoll). Moreover, the assay platform
does not depend on electric power to operate, and it offers a plain and low-cost design (<
$30) that can be mounted easily to a regular microscope for protein measurements. The
presented protein detection assay could also be adopted for the detection of any other
target molecule using polymeric and magnetic micro/nanoparticles decorated with
specific recognition molecules against the target molecule. This could enable the use of
the assay in a broad range of applications in the field of environmental inspection, food

and water safety, and drug screening tests, and medical diagnosis.
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CHAPTER 5

HOMOGENEOUS BIOMOLECULE DETECTION USING
MAGNETIC LEVITATION TECHNOLOGY

5.1. Background

Determining the amount of biomolecules present in a solution is a major focus in
many practices such as drug screening, environmental monitoring, food safety analysis,
and in vitro diagnostics. Hence the development of fast, accurate, and sensitive
biomolecule detection with cost-effective procedures and instrumentations plays a very
critical role in many biotechnological applications. In this chapter a homogeneous
biomolecule detection scheme was developed where the detection signal is created within
the sample solution without any signal amplification technique (i.e., fluorescent or
enzymatic) and independent of washing and elution steps. Streptavidin-coated polymer
microspheres and superparamagnetic particles were used for affinity-based capturing and
labeling of target biomolecules, respectively. Once the labeled microspheres were loaded
inside a paramagnetic solution within the magnetic levitation platform, they were
attracted and captured by the magnets while non-biomolecule carrying microspheres were
repelled by the magnets and levitate in the sample solution. This phenomenon decreased
the total number of microspheres reside in the channel with respect to the amount of target
protein present in the sample solution. The method was realized for the detection of
bovine serum albumin spiked as target biomolecule and reached a detection limit of 0.43
nM and 73 nM in pure buffer (PBS) and 1:100 (v/v) diluted complex protein mixture
(FBS), respectively, using a sample volume as low as 10 puLL within 15 min. This approach
was also applied for the quantification of mouse immunoglobulin G (IgG) molecules in

PBS and provided the detection of 6.7 nM IgG.
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5.2. Introduction

The precise measurement of biomolecules within pure solutions and complex
matrices are vital in various fields related to the healthcare (Batrla and Jordan, 2015;
DePriest et al., 2015), pharmacology (Coleman et al., 1986), environment screening
(Albright et al., 2016; Dhar et al., 2019), biodefense (Jenko et al., 2014), and food safety
(Samarajeewa et al., 1991). Immunoassays that capture target analytes based on in vitro
antibody-antigen reaction are backbones of protein detection (Crowther, 2001). Detection
of the analyte is achieved with measuring the signal generating labels such as radioactive
(Skelley et al., 1973), fluorescent (Ozinskas, 1994), chemiluminescent (Dodeigne et al.,
2000; Weeks and Woodhead, 1987) or enzyme (Lequin, 2005). Despite numerous
advantages, traditional immunoassays suffer from several limitations. They require
multiple steps of washing and incubation, making the whole process take several hours
to two days (Lee et al.,, 2006). As a result, there is a need for creative and novel
immunoassays that work with reduced volume, short analysis time and simple operation
scheme.

Homogeneous assays in which the analysis signal is developed within the sample
simplify the assay procedure (Pulli et al., 2005). There exist sensitive homogeneous
protein detection methods coupled with such technologies as dynamic light scattering
(Liu et al., 2008), electrochemiluminescence (Akhavan-Tafti et al., 2013) and surface
plasmon resonance (Andresen et al., 2014). However, most of them require sophisticated
and expensive instruments. Recently, magnetic force-based bioanalytical techniques by
levitating microspheres as assay substrates have drawn notable interest owing to its
simplicity and cost-effectiveness (Andersen et al., 2017; Castro et al., 2018; Shapiro et
al., 2012a; Subramaniam et al., 2015).

In this study, a homogeneous, washing- and amplification-free protein detection
scheme was developed using magnetic levitation technology with a minute amount of
sample (10 pL). In the assay, polymer microspheres are used as 3D assay substrates.
Microspheres that capture target protein are specifically labeled with a magnetic particle.
The microspheres conjugated with the target proteins and magnetic particles are attracted
by the magnet in the magnetic levitation platform. The developed assay enabled a LOD
0f 0.43 nM and 73 nM b-BSA in buffer and serum, respectively. Besides, a homogeneous
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sandwich immunoassay was developed for the detection of IgG and provided a LOD of

6.7 nM in pure buffer.

5.3. Materials and Methods

5.3.1. Magnetic Levitation Platform

The homogeneous protein detection was achieved in the magnetic levitation
system consists of two magnets (N52 grade neodymium magnets, 5 mm height X 2 mm
width x 50 mm length) with same poles facing each other and a glass capillary channel
(1 mm height x 1mm width x 50 mm length) in which the sample solution is loaded. As
the platform is inserted into an inverted benchtop microscope, two side mirrors are
attached at a 45° angle onto the magnetic levitation platform to observe the center of the
capillary channel using an equipped camera (AxioCam 305) on the inverted microscope
(Zeiss Axio Observer Z1, 5 x objective). The components of the platform are held
together using 3D-printed body (Formlabs Form 2 3D printer). The detailed information

about the production of the platform are presented in Chapter 3.

5.3.2. Optimization of Levitation Time and Gd** Concentration

For optimization of the assay time, polymer microspheres without target protein
were levitated inside the capillary during 15 min under 25, 50, and 100 mM Gd**-based
paramagnetic medium. Levitation heights and microsphere distribution (CV%) within the

channel were then analyzed.
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5.3.3. Biotinylated BSA Detection

Biotinylated BSA (A8549), streptavidin microspheres (24157-1, Streptavidin
Fluoresbrite YG Microspheres, 6.0 um) and streptavidin magnetic beads (88817, Pierce,
1.0 um) were purchased from Sigma-Aldrich, Polysciences, Inc., and Thermo Scientific,
respectively. In the assay, the biotinylated target proteins were captured on streptavidin
microspheres through streptavidin-biotin interaction, first. Later, captured proteins on
microspheres were labeled using streptavidin magnetic beads again through streptavidin-
biotin binding. In this regard, protein detection protocol starts with mixing of 170 pL
streptavidin microsphere solution (10> microspheres per mL) prepared with PBS (Gibco,
pH=7.4) containing 1% (w/v) of Pluronic F-127 (Sigma-Aldrich) (PBSP) and 10 pL
sample b-BSA solution during 5 min in an Eppendorf tube at room temperature (or at
37°C). For reference tests, the microspheres were incubated with only PBS, FBS, 1:10
(v/v) diluted FBS, or 1:100 (v/v) diluted FBS. Later, 0.34 pL of streptavidin magnetic
bead stock solution was spiked into the mixture and incubated for 5 min with continuous
mixing. After the incubation with magnetic particles, the Gd*>* (Gadavist, 1M) solution
was added to the tube at a 25, 50, or 100 mM final concentration and ~40 pL of the
resulting solution loaded into the glass capillary channel that was treated for 4 min using
a plasma device (Diener Plasma Cleaner). After sealing (Critoseal) the end of the
microcapillary channel, it was inserted into the magnetic levitation platform. Even though
the method does not include the removal of unbound proteins before the addition of
magnetic particles, the effect of centrifugation was also investigated. In this context, the
sample solution incubated with the microspheres was centrifugated under 13500 rpm
during 5 min (DAIHAN Scientific CF-10) and resuspended in 180 pL of PBSP and spiked
with 0.34 pL of magnetic particles.

5.3.4. Immunoglobulin G (IgG) Detection

Mouse IgG (Sigma-Aldrich, 15381) molecules were detected using anti-mouse

immunoglobulin G-conjugated microspheres and magnetic beads. In this regard,
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streptavidin microspheres and magnetic beads were biofunctionalized with biotinylated
anti-mouse IgG molecules (Sigma-Aldrich, B7264) through streptavidin-biotin
interaction. For 1 pL of streptavidin microspheres and magnetic particles, 1 uL and 1.1
uL of antibody solution (0.5 mg/mL) were added into separate Eppendorf tubes. Then the
volume is completed up to 100 pL with PBS buffer containing 1% (w/v) BSA and
Pluronic (PBSP-BSA). The conjugation was achieved for 30 min on a vortex at room
temperature. Then, the empty streptavidin molecules on the beads were blocked by free
biotin molecules (I mg/mL) during 30 min agitation at room temperature. After
biofunctionalization, the beads were washed twice by centrifugation and resuspended in
1 uL of PBSP-BSA. Anti-mouse IgG microspheres were then diluted in PBSP-BSA to a
concentration of 10° (or 10%) particles/mL. IgG detection protocol was conducted as
follows: 10 pL of the sample solution is mixed with an anti-mouse IgG microsphere
solution prepared in 170 uL. of PBSP-BSA. Then, 0.34 puL (or 3.4 pL) anti-mouse IgG
magnetic beads were added into the solution and mixed. 5 min, 15 min, 1 h, and 2 h of
incubation were tested for IgG. Before loading into the platform, the microsphere solution
was mixed with 1M of Gd*" solution to achieve 100 mM Gd*" in the final levitation
medium. Then, ~40 pL of the resulting solution is loaded into the microcapillary. The end
of the microcapillary channel was sealed (Critoseal) before it was inserted into the

platform.

5.3.5. Image Analysis

Vertical position and number of each microsphere within the channel were
determined from captured images using the Image J software. The levitation heights of
microspheres, the distance from the top surface of the bottom magnet, were determined
as explained in Chapter 3, Section 3.3.3. The number of microspheres was counted in the
center of the microcapillary channel using a Cell Counter plugin. The number of
microspheres was converted to percentage (%) by taking the mean microsphere number

obtained for the reference test (no protein) as 100%.
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5.3.6. Simulation of Microsphere Levitation

Levitation of microspheres was estimated using Equation 3.12 and magnetic

induction (E) values obtained with FEM simulation data in Chapter 3. In this regard, the
density and volumetric magnetic susceptibility of streptavidin microspheres were taken
as 1.050 g/mL and 0. For magnetic particles, the density and volumetric susceptibility
were used as 2.000 g/mL and 1.6 (assumed to be the same as Dynabeads MyOne (Grob
et al., 2018). The diameters of microspheres and magnetic particles were taken as 6.0 um

and 1.0 um, respectively, in the model.

5.3.7. Statistical Analysis

All the experiments were repeated three times and the data are presented as the
mean =+ standard deviation (£SD) from the mean of replicates. Limit of detection (LOD)
line for biomolecule detection is created by subtracting 3 x SD from the mean value.
Statistical significance was determined as P < 0.05 and tested using an ordinary one-way

ANOVA test.

5.4. Results and Discussion

Here a homogeneous assay was developed for protein detection using
magnetically-levitated microspheres with a size of 6 um and magnetic particles with a
size of 1 um. The platform developed in Chapter 3 was also used for the homogeneous

assay.
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5.4.1. Modeling and Characterization of Protein Detection Using b-
BSA As Target Protein

The strategy for b-BSA protein detection depends on the strong affinity between
streptavidin and biotin. In this regard, free b-BSA molecules are captured by streptavidin-
coated microspheres with the method shown in Figure 5.1 a. Then, with the addition of
magnetic particles, the microsphere-protein complex was labeled. It was previously
shown that (in Chapter 4), the significant change in the levitation occurs due to the
attachment of magnetic tags, rather than protein. Here, the levitation of streptavidin

microsphere in the absence and conjugation of magnetic particle label were modeled. The
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Figure 5.1. Protein detection principle using 1pum magnetic particles. (a) Schematic
illustration of protein detection steps. (b) Simulated levitation height change
of polymer microspheres in case of binding 1 magnetic particles under
different Gd*" concentrations. (c) Protein detection principle using magnetic
levitation technology.
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results showed that in the presence of only 1 magnetic particle attached to the
microsphere, the microsphere is strongly attracted by the magnets, even at high Gd>"
concentrations (e.g., 100 mM) (Figure 5.1 b). Therefore, the microsphere cannot levitate.
Due to this simulation results, it was hypothesized that in the presence of protein and the
magnetic label attached to the microspheres, the number of microspheres levitated in the
microcapillary channel would decrease (Figure 5.1 c). This decrease in the bead number
could be converted into a percentage by taking the mean bead number of reference (no-
protein) as 100%. The remaining microspheres that are not coupled to the protein and
magnetic particles would levitate at the same levitation height as the reference.

For the characterization of the system, reference microspheres incubated with
only PBS (without b-BSA) and magnetic particles were levitated during 15 min. Since it
was aimed to create an assay which results fast, the range between 1-15 min of levitation

in terms of levitation height and microsphere distribution were analyzed (Figure 5.2). The
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Figure 5.2. The levitation height and bead distribution (CV%) analysis of streptavidin
microspheres with respect to time under different Gd** concentrations.

results revealed that microspheres levitated at higher heights for higher Gd**
concentrations. The levitation height and the microsphere distribution (CV (%)) in the
capillary are significantly changed over time for different Gd*" concentrations. The CV
of the microspheres decreases as they come to their equilibrium position. The time
required for microspheres to reach the 95% of the CV of 15 min levitation was determined

as 15 min, 10 min, and 5 min for 25 mM Gd**, 50 mM Gd** and 100 mM Gd**. Therefore,
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protein detection experiments were conducted by levitating microspheres at 100 mM Gd>*
for 5 min.

The protein detection strategy was tested for b-BSA dilutions prepared in the
buffer (PBS) using a very minute amount sample (10 pL). For capturing and labeling b-
BSA, the sample solution is incubated with polymer microspheres for 5 min. Then,
magnetic particles were added and incubated for another for 5 min. In this context, the
total analysis time (offline preparations + microsphere levitation) of b-BSA detection is
15 min. The micrographs of the capillary channel for reference and 1 pg/mL b-BSA in

PBS are presented in Figure 5.3. Due to the binding of protein and magnetic particles onto

a Top magnet

Microcapillary channel

Bottom magnet

Figure 5.3. Micrographs of the capillary channel for b-BSA detection in PBS sample
under fluorescent and bright-field imaging using 1 pm magnetic
nanoparticles. (a) The micrograph of the reference (no b-BSA) microspheres.
The number of levitated microspheres were 76 + 2 (n=3) for the reference
condition (b) The micrograph of capillary channel microspheres in the
presence of 1 pg/mL b-bSA. The number of levitated microspheres were
n=29 £ 2 (n=3) for 1 pg/mL b-bSA. Arrows in (b) indicate the out-of-focus
microspheres that are captured by the magnets. Scale bar: 200 pm.
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the polymer microspheres, the levitated microsphere number in the channel decreased.

Each microsphere that levitated in the channel for every protein test was counted. The

analyses were done and are shown in Figure 5.4 accordingly. The results revealed that at

lower b-BSA concentrations (1ng/mL-10 ng/mL), there was no detectable change in the

microsphere number. With a further increase in the b-BSA concentration (>10 ng/mL),

the decrease in microsphere number occurred with a trend that was fitted into a linear

curve (R?=0.89) (i.e., semilog lines) to obtain standard equations for microsphere number

versus protein concentration. This decrease continued until 1 pg/mL b-BSA

concentration. Higher concentrations (> 1 pug/mL) increased the microsphere number.
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Figure 5.4. Microsphere analysis for b-BSA detection using 1 pm magnetic particles. (a)

Buffer and (b) 1:100 (v/v) diluted serum samples for b-BSA. Black solid lines

represent the fitting of levitated microsphere number versus protein

concentration. Red solid lines represent the LOD signal. Green shaded area

in (a) and (b) shows the detection frame. The linear region represented by

black dashed lines in (a) and (b) are zoomed in and constructed as separate
graphs. The coefficient of determination (R?) of the fit is represented on the
graphs. LOD concentration was determined to solve the linear equation

obtained by the fit for the LOD line.
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Later, the number of microspheres continued to increase and became very similar to the
no protein test. The increase after a certain b-BSA concentration probably occurs due to
the saturation of the s-PMS at high b-BSA concentrations. This phenomenon is called the
high-dose Hook effect, where the excess analytes result in obtaining lower signals
(Hoofnagle and Wener, 2009). When the microspheres are saturated, the unbound b-BSA
remains inside the solution and makes a complex with magnetic particles preventing them
to attach to the microsphere-protein complexes. Hence, there is no microparticle left to
attach to the microspheres, and the bead number stays the same as the reference test.
When Figure 5.4 a fitted into a linear curve, the LOD was calculated as 0.43 nM in PBS
samples.

Then, the detection capacity of the assay in a complex medium containing other
proteins together with the target was tested. In this regard, the dilutions of b-BSA were
prepared in FBS, 1:10 (v/v) diluted FBS, and 1:100 (v/v) diluted FBS. For FBS and 1:10
diluted FBS, the microsphere did not provide any change in number at different b-BSA
concentrations. This may be due to the bovine serum proteins (reported as 3.0 - 4.5 g %),
immunoglobulins (< 1 mg/mL), and hemoglobins (reported as < 0.2 mg/mL) that could
bind the surface of microspheres non-specifically (e.g., hydrophobic interaction) and
hinder the binding of target protein (Ahluwalia et al., 1995). This unwanted binding is
associated with the concentration of serum; therefore, in many assays serum samples are
diluted at the ratio of 1:100 or more (Farajollahi et al., 2012). When FBS was diluted to
1:100 (v/v), this effect was eliminated due to the lowered concentration of serum proteins
(Figure 5.4 b). With increased b-BSA concentrations, the number of microspheres started
to decrease after 100 ng/mL b-BSA concentration. The decrease was continued until 10
pg/mL b-BSA. With a 10-fold increase in b-BSA concentration (i.e., 100 pg/mL b-BSA),
the microspheres became saturated and their number reached the point beyond the
detection area. The LOD in 1:100 (v/v) diluted FBS was 73 nM (112 ng/mL).

Eliminating the Hook effect was also investigated in PBS by centrifugating the
sample solution incubated with the microspheres for 5 min. The results showed that
centrifugating the sample and bead solution after incubation and removing unbound b-
BSA molecules avoided the saturation of magnetic particles (Figure 5.5). Unlike the
homogeneous assay performed without centrifugation previously, the microspheres did
not saturate at 10 pg/mL b-BSA concentration since the unbound proteins are removed

from the solution. Then, the decrease in microsphere number was continued as the protein
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Figure 5.5. Microsphere analysis for b-BSA samples prepared in PBS and centrifugated
before the addition of 1 um magnetic particles. (a) The levitated microsphere
number change with respect to protein concentration. The linear region
represented by black dashed lines in (a) is zoomed in and constructed as a
separate graph in (b). (b) Linear correlation of protein concentration versus
microsphere number for PBS samples under centrifugation. The black solid
line represents the fitting of the data. Red solid lines in both graphs represent
the LOD signal. The Green shaded area in (a) shows the detection frame. The
coefficient of determination (R?) of the fit is represented on the graph (b).
LOD concentration was determined to solve the linear equation obtained by
the fit for the LOD line.

concentration increased (Figure 5.5 a). By the centrifugation, the range that could be
measured with the linear curve was increased, however, the detection limit was not
improved significantly (Figure 5.5 b) compared to the no -centrifugation condition. The
LOD was calculated as 0.3 nM. Besides, centrifugation resulted in increased standard
deviations between the experiments shown by error bars in Figure 5.5. This was probably
due to the loss of some microspheres during the recovery of microspheres after
centrifugation.

Lastly, the effect of temperature was investigated for samples spiked in PBS. In
this regard, the incubation steps were carried out at 37°C under continuous mixing.
According to the results (Figure 5.6), the microsphere number (%) started to decrease
after 10 ng/ml b-BSA and saturate at 10 pg/mL b-BSA concentration, very similar to the
condition tested at room temperature (Figure 5.4), meaning that conducting experiment
at 37°C does not significantly affect the achievable LOD. Therefore, subsequent

experiments continued to be carried out at room temperature.
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37°C using 1 um magnetic nanoparticles. The levitated microsphere number
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5.4.2. Serum Biomarker Detection in a Pure Medium

Until this point of the study, the developed an assay based on monitoring
microsphere number in the capillary channel had been characterized using different b-
BSA concentrations. Here, the strategy developed for b-BSA detection was applied for a
serum biomarker, mouse IgG, in a pure buffer (PBS).

A sandwich immunoassay was developed for capturing mouse IgG onto the
polymer microspheres and labeling them using magnetic particles (Figure 5.7). The same
incubation and levitation protocols were applied for anti-mouse IgG microspheres and
magnetic particles. For the assay performed for 5 min incubation of the sample with anti-
mouse IgG microspheres and magnetic particles, there was no significant detection of
mouse IgG (Figure 5.8 a). This may be due to the insufficient binding of target proteins
onto the biofunctionalized beads. To concentrate the target protein onto the polymer
microspheres, the microspheres were diluted to obtain 10* particles per mL concentration
using PBSP-BSA buffer in Figure 5.8 b and c. Also, in Figure 5.8 c, the magnetic particle
concentration was increased 10-fold to avoid if there was any diffusion-limited binding

of magnetic particles. According to the results, diluting microspheres did not enhance the
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Figure 5.7. Schematic representation of sandwich immunoassay developed for mouse IgG
detection.

detection of target protein (Figure 5.8 b, c). Besides, increasing magnetic particle
concentration did not ensure the detection of IgG (Figure 5.8 c). Another possibility of
no protein detection could be due to inefficient time for binding of target proteins onto
anti-mouse IgG beads. Therefore, the effect of incubation time was investigated lastly. In
this regard, three different incubation intervals (i.e., 15 min, 1 h, and 2 h) were tested
(Figure 5.8 d-f) instead of 5 min. For 15 min incubation, there was no significant detection
of IgG. With further increase of incubation time to 1h, a protein concentration of 1 pg/ml
(6.7 nM) was observed in the detection area. However, when the incubation time
increased to 2 h, no significant improvement was obtained.

A homogeneous assay simplifies the test procedure, therefore integration of the
assay into the point-of-care (POC) testing platforms becomes possible (Liu et al., 2016).
The homogeneous immunoassay demonstrated here offers several advantages: It does not
rely on an expensive amplification technique. The measurement signal is generated
directly in the sample solution. It requires a minute amount of sample (10 pL), easy to
use procedure, and miniaturized experimental setup. Besides, it offers the possibility of
multiplex tests if microspheres that differ in size are used simultaneously in the assay.

Since these beads would be differentiated by their size on the micrographs, they can be
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Figure 5.8. Microsphere analysis for mouse IgG samples prepared in PBS using 1 um
magnetic nanoparticles. (a) 5 min incubation with 10° polymer microspheres
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lines represent the LOD signal. Green shaded areas show the detection
frame. Black dashed circles represent detectable mouse IgG.
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decorated as disparate mobile assay surfaces to capture and analyze separate target
proteins present in the sample.

The protein assay developed in this chapter based on capturing magnetically-
labeled microspheres in the presence of the target protein revealed reasonable LODs for
a biotinylated target protein which were 0.73 nM and 43 nM for pure and complex media,
respectively. However, a relatively high LOD (~ 1 pg/mL) was obtained for IgG when
compared to the other magnetic levitation-based protein detection methods discussed in
Table 4.2, and the method developed using 50 nm magnetic nanoparticles in Chapter 4.
Besides, when working with complex matrices such as FBS, the method requires the
dilution of the sample, probably due to the non-specific attachment of serum proteins at
high concentrations. Moreover, a relatively long incubation time (2 h) is required for IgG
detection compared to the biotinylated target protein. Since the microspheres get saturated
at high protein concentrations, the detectable protein range should be determined prior to
the assay. Considering the opportunities provided by this homogeneous and simple assay
format, some improvements by modification of microsphere surfaces to avoid non-
specific binding of proteins and obtain optimum immunorecognition (Carl et al., 2019) in

a complex biological fluid may be required for future applications.

5.5. Conclusion

In this chapter, a washing-free protein detection method using microspheres as
assay substrates and magnetic particles as magnetic tags was demonstrated. The increased
magnetic susceptibility resulted in the capturing of microsphere-protein-magnetic label
conjugate by the magnet, decreasing the remaining microsphere number in the capillary
channel. The technique developed here was required a short analysis time (15 min) and a
very minute amount of sample (10 uL). The analysis can be made using a simple bright-
field microscope without a need for special facilities or professionals.

Following the characterization of the system was performed using a biotinylated
target protein, the applicability of the method for a clinical biomarker was tested by
developing a sandwich immunoassay for mouse IgG. The described method works very

fast for a biotinylated target protein. However, for IgG, the detection only achieved when
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the total detection time is 2 hours (for the incubation steps) and 5 min (for the levitation).
Besides, it only enabled the detection down to ~ 1 pg/mL. With the improvements in
microsphere chemistry and surface functionalization to avoid non-specific bindings and
improve target capturing, the assay format could be more sensitive and convenient to be

adopted as a portable measurement of proteins.
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CHAPTER 6

CELL SEPARATION USING HOLOGRAPHIC
MICROSCOPY-INTEGRATED MAGNETIC LEVITATION
PLATFORM (HOLOGLEYV)

6.1. Background

Separating cells of interest from a heterogeneous mixture is a necessity for many
diagnostic and therapeutic applications. However, conventional techniques suffer from
the use of expensive and bulky instrumentation, costly procedures, high sample and
reagent volumes. Therefore, adopting cell separation into miniaturized, cost-effective,
and portable platforms by utilizing physical characteristics may overcome these
limitations. In this chapter, a density-based label-free separation of cells at a single cell
level was demonstrated using three different cell lines. The assay platform is made up of
the combination of two separate technologies, i.e., magnetic levitation and lensless
holographic microscopy. Magnetic levitation module is used to levitate and focus cells at
unique levitation heights based on their densities. In this regard, three different cell lines
(bone marrow stem cells (D1 ORL UVA), breast cancer cells (MDA-MB-231), and
human monocyte cells (U-937)) were suspended into Gadolinium-based paramagnetic
medium and loaded into a glass microcapillary channel that was inserted between the
magnets. Then, a lensless holography module is used to monitor and record the images
of the cells. The method enables the separation of cell lines based on their density in a

short time (10 min) using a small volume of sample (~40 puL).
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6.2. Introduction

Separation or sorting of cells from heterogeneous populations is essential in many
biological and biomedical applications such as tissue engineering (Plouffe et al., 2010),
biotechnological production (Kacmar et al., 2006), regenerative medicine (Smith et al.,
2017), diagnostics (Cheng et al., 2007), and therapeutics (Alhadlag and Mao, 2004).
Methods of separating cells can be divided into two groups: i. bulk sorting and ii. single-
cell sorting (Orfao and Ruiz-Argiielles, 1996). In conventional methods such as filtration
(Vogel and Kroner, 1999), magnetic separation (Miltenyi et al., 1990) and centrifugation
(Sanderson and Bird, 1977), the average or bulk response of a cell population is measured.
However, cells in cancer types have intra-tumor heterogeneity (ITH) and are highly
diverse in terms of genetic, phenotypic and epigenetic levels (Chen et al., 2012; Tellez-
Gabriel et al., 2016). Bulk analysis of heterogeneous cell populations, such as those of
many tumors, may hinder the characteristics of a small but an important subpopulation
(Hu et al., 2016). Therefore, analyzing single cells provide detailed information that could
improve therapeutic decision and personalized medicine in case of diseases (Tellez-
Gabriel et al., 2018). Single-cell sorters such as flow cytometry (FCM) can focus and
analyze each cell individually (Greve et al., 2012). FCM devices are highly informative
regarding cell size, number, and distribution of cellular macromolecules (Brehm-Stecher,
2014). However, widely used FCM devices such as fluorescence-activated cell sorters
(FACS) rely on the use antibody tags (Ring et al., 2015) and expensive machinery
(Emaminejad et al., 2012).

With the advances in micro and nanotechnology, the development of pTAS are
currently underway to reduce the size, cost and complexity of conventional cell analysis
systems (Jackson and Lu, 2013; Moon et al., 2009). Inherent mechanical and physical
properties such as density (Petersson et al., 2007), magnetic susceptibility (Shen et al.,
2012), refractive index (Milne et al., 2007), compressibility (Liu and Lim, 2011), size
(Huang et al., 2008) and deformability (Kuo et al., 2010) have been utilized as markers
for differentiating cells or particles without labels as well as biochemical characteristics
based on protein expression (Ohnaga et al., 2013).

One promising way for simple, powerful, and cost-effective separation is

levitating objects in a paramagnetic liquid under the balance of magnetic and buoyancy
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forces inside a magnetic field gradient (Ge et al., 2019). So far, magnetic levitation has
been successfully exploited for label-free separation of malaria-infected red blood cells,
sickle cells (Knowlton et al., 2017b), blood (Amin et al., 2017; Knowlton et al., 2017b),
tumor cells (Amin et al., 2017; Durmus et al., 2015), adipocytes (Sarigil et al., 2019), and
cardiomyocytes (Puluca et al., 2020).

In this chapter, a hybrid platform (HologLev) combining lensless holographic
microscopy (Sobieranski et al., 2015) and magnetic levitation modules was used for in
situ characterization of mouse bone marrow stem cells (D1 ORL UVA), breast cancer
cells (MDA-MB-231), and human monocyte cells (U-937). The magnetically-levitated
cells in the HologLev are monitored using a simple illumination scheme composed of
light-emitting diode (LED)-pinhole assembly and a complementary metal-oxide-
semiconductor (CMOS) imaging sensor array (Sobieranski et al., 2015). Since the
proposed technique does not depend on conventional optical lenses or scanning stage used
in regular microscopy platforms, it could provide new aspects in portable and

miniaturized imaging capacities of magnetic levitation-based cell analysis.

6.3. Materials and Methods

6.3.1. Experimental Setup

The hybrid platform used in this study consists of two modules namely magnetic
levitation and lensless inline holographic microscopy. In magnetic levitation module, two
block magnets (NdFeB 52 grade, 5 mm x 2 mm x 50 mm) are oriented as the same poles
face each other so that cells are loaded into a square glass microcapillary channel (1 mm
x I mm x 50 mm) inside the setup levitate by the magnetic force against gravity (Figure
6.1). Lensless inline holographic microscopy module consists of a LED in 650 nm with
the power of 1 W to illuminate the capillary channel, a pinhole with a diameter of 100
um to spatially filter the light coming from the LED. CMOS sensor (Sony IMX219) and
pinhole are placed <1 mm and 5 cm away from the surface of the microcapillary channel,

respectively, at the opposite sides. CMOS and LED are connected to a single-board
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computer (Raspberry Pi 3 Model B+) to capture the images of holograms. The imaging
area of the CMOS corresponds to 3280 (height) x 2464 (weight) pixels with a pixel size
of 1.12 pm.

Top magnet

LED-pinhole
assembly

Lensless holographic
microscopy module

Capillary

Bottom magnet

Magnetic lewitation
madule

Figure 6.1. Photograph and schematic illustration of lensless holography-integrated
magnetic levitation platform. The platform consists of two modules:
magnetic levitation and lensless holographic microscopy. The components
of the microscopy platform are connected to the single-board computer. The
modules are assembled using 3D-printed parts.
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6.3.2. Sample Preparation

In order to calibrate the system, diamagnetic polyethylene standard beads with a
density of 1.00 g/cm? (10-20 um in size), 1.026 g/cm? (10-20 pm in size), 1.050 g/cm?
(45-53 pm in size), and 1.090 cm? (20-27 pm in size) (Cospheric, LLC) were suspended
in PBS (Gibco) containing 1% (w/v) Pluronic F-127 (Sigma-Aldrich). The solution is
mixed with 1 M Gadavist to achieve 25, 50, 75, and 100 mM Gd* containing levitation
media. Live cells of three different cell lines, D1 ORL UVA (mouse bone marrow stem
cells), U-937 (human monocyte cells), and MDA-MB-231 (breast cancer cells), are
levitated in the platform with 25 mM Gd*" based levitation medium. Live and dead cells
of D1, U937, and MDA-MB-231 cells are also investigated in 100 mM Gd>'-based
medium. Dead cells were obtained with the introduction of 50% (v/v) dimethyl sulfoxide
(DMSO) to the cell medium. For all experiments, cell samples are prepared at a
concentration of 1x10° cells/mL in PBS containing 1% (w/v) Pluronic F-127.

After beads and cells were mixed with Gadavist, ~40 pL of the resulting solution
was loaded into the glass capillary channel pre-treated using a plasma device for 4 min
(Diener Plasma Cleaner). After sealing (Critoseal) the end of the microcapillary channel,
it was inserted into the magnetic levitation module of HologLev and waited for 10 min

for the levitation.

6.3.3. Measuring Levitation Heights of Microspheres and Cells

CMOS in lensless holographic microscopy module records the light reflected
from the object as the object wave and the light of background illumination with custom
phase as the reference wave. The resulting vawefront is the interference pattern (i.e.,
hologram) that shows the morphology of the object. The captured holographic images are
reconstructed by the backpropagation method with spatial transfer function to obtain real

images (Delikoyun et al., 2019b):
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Wp(x,y;2) = FH{F{Wpo (x, y)}H (ky, ky; 2)} (6.1)

,where F is Fourier transform and H (kx, ky; z) is the spatial transfer function defined as

follows (Delikoyun et al., 2019c; Delikoyun et al., 2019a):

2
_ (PAgx)? _ (quy)
k3 k3

H(p,q) = exp |—jkoz \/ 1 (6.2)

In Equation 6.2, k, = w,/v: is the wave number, where w,: is the angular
frequency (rad/s), v: is the speed of the wavefront. (x,y) and (p, q): are the indices of
sample at the spatial domain and Fourier domain, respectively. Ay, = 2m/MA, and Ay, =
2m/NA,: are the frequency resolutions (radian per unit of length), where A, and A,,: are
the sampling periods, M, N: is the number of samples in the direction of x and vy,
respectively. z is the distance between the sample and the imaging sensor.

The reconstructed holograms are used to measure the levitation heights of each
cell or particle in the microcapillary region that corresponds to the imaging area of
CMOS. The distance from the center of the cells (or particles) to the surface of the bottom
magnet was measured using Image J software and defined as the levitation height. For
distance measurements, the scale of the image was set in the software taking pixel to

micrometer ratio as 1.12 according to the pixel size of the CMOS (Delikoyun et al.,

2019a).

6.4. Results and Discussion

Three different cell lineages were analyzed to separate them into distinct positions
within microcapillary under the principle of magnetic levitation (Figure 6.2). After

sorting of cells, lensless digital inline microscopy was utilized for monitoring the
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levitation heights with respect to the top surface of the bottom magnet in the magnetic
levitation module.

The experiments in the HologLev started with the calibration of the system using
standard density beads. Since these beads are diamagnetic, they tend to escape from the

higher magnetic field and levitate at equilibrium heights depending on their density under

magnetic the balance of magnetic (ﬁ ) and buoyancy forces (ﬁ ) based on their densities
as presented previously in Equation 3.12. The images of beads and their corresponding
calibration curves are presented in Figure 6.3. Using standard equations obtained by
fitting the experimental data into linear curves, the density versus levitation height
information was obtained. The results revealed that at increasing Gd** concentrations the
standard beads levitated at higher heights as expected since increasing magnetic
susceptibility of the paramagnetic solution would increase the magnetic susceptibility
difference between the particles and the medium (. — x,,), therefore the magnetic force
acting on the particles.

Later, the platform was tested using live cells of D1 ORL UVA, U-937, and MDA-
MB-231 cell lines at 25 mM Gd** containing levitation medium (Figure 6.4). Similar to
the standard beads, cells tend to levitate at the magnetic field minima under the effect of
magnetic and buoyancy forces. According to results (Figure 6.4 b), the average levitation
heights of D1 ORL UVA, U-937, and MDA-MB-231 cells lines were 596 + 25 um, 574
+19 um, and 588 +£8, respectively.
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Figure 6.3. Calibration of holographic microscopy-integrated magnetic levitation system
using density-standard beads at 1.00, 1.026, 1.05, and 1.09 g/cm?® densities.
(a) Reconstructed images of standard density beads at 100 mM Gd**
concentrations. (b) Reconstructed images of 1.026 g/cm? beads at 100 mM
Gd** concentration. (c) Levitation height analyses of different density beads
under tested Gd** concentrations (i.e., 25, 50, 75, and 100 mM Gd**). Dashed
lines represent linear fitting of density versus levitation height data. R? values
on the graph represent the coefficient of determination for linear fits.

When dead cells are levitated in 25 mM Gd*" solution, they are accumulated at
the bottom of the microcapillary channel without the possibility of monitoring. Therefore,
the Gd** concentration was increased to 100 mM in order to collect dead cells at higher

levitation heights. At 100 mM, the levitation heights of live cells were compared with a

114



937 MDA-MB-231

D1
| -.

b 25mM

Levitation Height (pum)

C 100 mM

: = D
800+ ' = U-937
: 1 mm MDA-MB-231

Levitation Height (pm)

F FS

Figure 6.4. Levitation of different cell lines in the HologlLev after 10 min. (a)
Reconstructed holograms of D1, U937, and MDA-MB-231 cells after 10
min of levitation (b) Levitation height of live D1 ORL UVA (mouse bone
marrow stem cells), U-937 (human monocyte cells), and MDA-MB-231
(breast cancer cells) cells spiked in 25 mM Gd** -based levitation medium.
(c) Live and dead D1 ORL UVA, U-937, and MDA-MB-231 cells spiked in
100 mM Gd**-based levitation medium.
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t-test (Welch’s correction) and found as statistically different (p = 0.0022 for DI, p =
0.0057 for U-937, and p = 0.0027 for MDA-MB-231) than those of the dead cells. The
method for obtaining dead cells includes the use of DMSO chemical which has known
cytotoxic effects on cells (de Abreu Costa et al., 2017). DMSO as being an amphipathic
solvent interacts with the plasma membrane of the cells and increases its permeability
(Notman et al., 2006). In the case of cell death, probably due to the disintegration of
cellular structure and accumulation of Gd in the cell debris, the density of the cells
increased compared to the live cells. Hence, they levitate at lower heights compared to
the live ones. These results showed that change in cell density due to the loss of viability
can be identified based on monitoring levitation heights of cells in the channel.

For 25 mM Gd** concentration, when the cells’ levitation heights were averaged,
a close result was obtained (Figure 6.4 b). However, these results are not representative
of individual cells of one cell line population. Therefore, each cells’ density was also
analyzed and presented in Figure 6.5. The calculated average cell densities (sum of the
data of three replicates) with their = deviation from the mean of all population for D1
ORL UVA, U-937, and MDA-MB-231 were 1.0830 = 0.0138 g/cm?, 1.0874 + 0.0133
g/em?, and 1.0837 £ 0.0051 g/cm’, respectively (Figure 6.5 a). The mean density values
of DI and MDA-MB-231 cells are very close to each other and U-937 cells had the
highest mean density among the three cell lines. But also, the lowest density cell (i.e.,
0.9787 g/cm®) was observed within U937 cells. On the other hand, D1 cells showed a
wider dispersion of fractions for cell densities (95% percentile: 0.16) than U937 (95%
percentile: 0.25) and MDA-MB-231 (95% percentile: 0.38) (Figure 6.5 b).

Density is an important physical biomarker, as it is tightly regulated and can be
used to distinguish between cell populations (Bryan et al., 2014; Grover et al., 2011).
Besides, the change in cells’ mass to volume ratio may be associated with cellular
processes such as apoptosis (Martin et al., 1990), disease state (Mrema et al., 1979),
differentiation (Maric et al., 1998). The density-based method presented here enables
label-free separating of cells at the single-cell level. The FCM methods may require
labeling the target cells with fluorescent molecules (Herzenberg et al., 2002) or quantum
dots (Chattopadhyay, 2011) that can be costly and time-consuming. Besides, the
heterogeneity of rare cells makes the finding of convenient surface markers challenging
(Bhagat et al., 2010). Hence, separation techniques based on intrinsic properties of cells

eliminate the bottleneck of procedures that rely on antibody labeling. Being one of the
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Figure 6.5. Density distribution of live DI ORL UVA (mouse bone marrow stem cells),
U-937 (human monocyte cells), and MDA-MB-231 (breast cancer cells) cells
spiked in 25 mM Gd*' -based levitation medium. (a) Dot-plot and (b)
histogram of cell densities (N=3) for the sum of data of three replicates after
10 min of levitation. The dot plot image is constructed as a box and whiskers
format with a 5-95 percentile. + shows the mean levitation height.

workhorse techniques for sorting cells, FACS provides excellent sensitivity, with the
possibility of multiple parameter analysis and high throughput (>10.000 cells/s) (Ashcroft
and Lopez, 2000). However, it requires expensive and machinery, a large amount of
materials (Hu et al., 2016). Also, labeling with fluorophore-conjugated antibodies may

damage the viability of cells (Kumar and Bhardwaj, 2008). On the other hand, the
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magnetic levitation-based method proves low-cost, portable, and label-free cell
monitoring. In this technique, the viability of cells is not likely affected due to the
biocompatibility of the paramagnetic medium component (Gd) used for the analysis
(Anil-Inevi et al., 2018). Therefore, it can eliminate viability loss after the separation of
cells in conventional cytometry techniques. Moreover, this label-free technique may be
also combined with the antibody-based method to discriminate labeled cells that differ in
physical properties.

Magnetic levitation technique based on microscopic examination for determining
levitation heights of microparticles or cells depends on bench-top microscopes which are
composed of highly fragile and costly optics along with dependency of trained personnel
to operate that their usage in point-of-care applications. On the other hand, the lensless
holographic microscopy based on CMOS technology would provide compact and
portable measurements (Adiguzel and Kulah, 2012) with high resolution (~1 pm) and
ultrawide field of view (> 10 mm?) (Delikoyun et al., 2019b) for cell analysis in MagLev
platforms. Also, this system could be designed to include integrated flow components,

collection and waste containers to be used as a cell cytometer in the future.

6.5. Conclusions

Here, the use of a miniaturized lensless microscopy-integrated magnetic levitation
platform to monitor and analyze different cell lines was demonstrated. The method
combines two separate technologies to provide low-cost, easy to use, and portable cell
separation analysis. The separation works without labeling and destruction of cells which
is advantageous when the separated cells should be recovered and analyzed depending on
the type of application. Besides, the platform can differentiate the living cells from the
non-living based on unique levitation heights. Therefore, it can be adopted to testing the
in vitro efficiency of drugs on cells. The components of the platform (magnets, imaging
sensor, light source, single-board computer, etc.) cost less than $100 and are readily
accessible. With further improvements and modifications such as the integration of flow
elements and separation components, the platform can be used as a low-cost and portable

cell cytometer.
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CHAPTER 7

CONCLUSIONS

Detection of disease-related biomarkers in bodily fluids presents valuable
information regarding not only the diagnosis of diseases but also the choice of disease
therapy. Effective, low-cost and simple detection methods compatible with portable
measurements provide important advantages for unequipped places such as rural areas.
However, traditional protein detection methods suffer from complex experimental steps,
high amounts of sample, and expensive reagent use. Magnetic levitation offers low-cost,
sensitive, and easy-to-handle manipulation of micro- and nano- particles or cells in small
volumes and sizes by levitating them at unique heights based on their density and
magnetic susceptibility under a non-homogenous magnetic field. So far, it has been a
powerful tool in various applications such as label-free cell identification, 3D cell culture
and protein analysis. In case of protein detection, magnetic levitation has been applied
with only density-based detection schemes, so far.

This thesis has focused on the development of miniaturized assay schemes
utilizing magnetic levitation. The thesis consists of two main aims: i. biomolecule
detection and ii. cell separation.

For biomolecule detection, first a magnetic susceptibility-based protein detection
scheme (~80 min) was developed using the magnetic levitation principle for the first time.
The limit of detection (LOD) of magnetic levitation-based assays was enhanced by 100-
fold (110 fg/mL) with superparamagnetic nanoparticles (50 nm) using a biotinylated
protein. Target proteins were first captured on the surface of polymer microspheres (6
pum). Then, the proteins on the microspheres were labeled selectively with magnetic
nanoparticles, which significantly altered the magnetic susceptibility of microsphere-
protein complexes compared to the non-protein carrying microspheres. This susceptibility
change resulted in the change of unique levitation heights of microspheres in the MagLev
platform. Hence, target proteins could be quantified by monitoring levitation heights.
Among different Gd** concentrations tested, the optimum paramagnetic medium

concentration was found to be 30 mM Gd**. The method developed here can also be used
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to measure the magnetic susceptibility change of microspheres with an unprecedented
resolution of 4.2x107% (SI units) for sensitive protein detection. The assay methodology
was adopted to the detection of two protein biomarkers, mouse immunoglobulin G and
cardiac Troponin I, with the designed sandwich immunoassay formats. The results
revealed that mouse immunoglobulin G could be detected at 1.5 ng/mL (~10 pM) and
>10 ng/mL in pure buffer and serum, respectively. In case of cardiac troponin I, the assay
requires significant improvements for a better sensitivity to meet the clinically relevant
cut-off values, since the 100 ng/mL (~4.2 nM) protein concentration could only provide
a low detection signal.

A magnetic susceptibility-based biomolecule detection scheme was also
demonstrated with a minute amount of sample (10 pL) where the measurement signal
was obtained within the sample matrix using magnetic particles with a 1500-fold higher
susceptibility than the ones used in the previous magnetic susceptibility-based assay. The
method is realized by directly adding and incubation polymer microspheres (6 um) and
magnetic particles (1 um) with the sample solution. The binding of even 1 magnetic
particle resulted in attracting the polymer microspheres by the magnet. Therefore, the
method relied on counting the remaining beads in the capillary channel in the presence of
the target protein. Even though it simplified the detection method, a higher LOD
compared to the previous susceptibility-based assay was obtained. For the biotinylated
target protein (~15 min) LOD was ~0.43 nM and ~73 nM for pure buffer and serum,
respectively. For mouse immunoglobulin G, the detectable (~2 h) concentration was ~6.7
nM for pure buffer.

In case of cell separation, a holographic microscopy-integrated magnetic
levitation platform was utilized for density-based, label-free, and portable separation of
three different cell lines: bone marrow stem cells (D1 ORL UVA), breast cancer cells
(MDA-MB-231), and human monocyte cells (U-937). The results revealed that each cell
line showed different levitation height profiles in the capillary channel, meaning that each
cell line had a different degree of distribution in their densities. Besides, the levitation of
live cells is significantly different than the dead cells of the same cell line. This implies
that the portable Maglev platform could be used for in vitro cell viability tests in the
future.

Future work should focus on analyzing real samples to ensure the translation of
the developed assays into clinical settings. For protein detection experiments to be

compatible with portable measurements, additional work regarding the obtaining a self-
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contained platform could be done. For cell separation, only static measurements have
been performed in this thesis. Further modification in the HologLev system could enable
separating cells under a continuous flow and using the platform as a portable and cost-
effective cell cytometer in the future. To conclude, the results of the studies have revealed
that low cost, sensitive and easy-to-use approaches developed in this thesis can contribute

to biodiagnostic applications to be carried out on Maglev platforms.
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